TEST REPORT: 7191167432-CHM17-01-RC

Date: 28 JUL 2017 Tel: +65 68851345 Fax: +65 67732912

Client's Ref: Email: Randy.CHIN@tuv-sud-psb.sg L
Note: This report is issued subject to the Testing and Cerlification Regutations of the TGV SUD Group and the PSB Singg;}?re .
General Terms and Condilions of Business of TUV SUD PSB Ple Lid. n addition, this report is governed by the L i
terms set out wilhin this report.

SUBJECT Choose oertainty.
- Add value,
Microbiolegical Analysis R

CLIENT

Corlison Private Limited
7030 Ang Mo Kio Avenue 5
#06-36/39

Northstar@Amk

Singapore 569880

Attn  : Mr. Joe Koh

SAMPLE COLLECTION DATE / TEST DATE

24 Jul 2017/ 24 Jul 2017 -

DESCRIPTION OF SAM{PLE

1 sample of Mouthrinse was submitted and __:bellée_q as below:

No, - Source

Pearlie White Chlor-Rinse Antiseptic Mouthrinse
4 | 250ml L o R

Batch Number: PCR 0273 "

Exp: 07/2020 T

METHOD OF TEST

The United States Pharmacopeia, USP 40__'(20_1_ 7

<61> Microbiolagical Examination Of Nonsterile Products: Microbial Enumeration Tests

T

Laboratory: Phone : +65-6885 1333 Regional Head Office:
TGV 0D PSH Pte. Ltd. Fax: +55-6776 8670 TV SOD Asla Pacific Pte, Ltd,
No.1 Sclence Park Drive E-malt: enguiries@tuv-sud-sh.sg 1 Science Park Drive, #02-01
Singapare 118221 vaww. luv-sud-psh.sg Singapore 118224
Co. Reg : 193002687R ov® Page 1of 3
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RESULTS

Total Aerobic Microbial Count,
Test CFU/g

Pearlie White Chlor-Rinse Antiseptic Mouthrinse

250ml .
Batch Number: PCR 0273 Not Detected

Exp: 07/2020

Notes :

CFU : Colony Forming Unit
* . Lowest detection fimit is 10

Remarks :

The above test results relate to the s:émplé as received.

i
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Please note that this Report is issued under the following terms :

1,

This report apples to the sample of the specific productlequipment given at the time of its testing/calibration. The results are not used to
indicate or imply that they are applicable to other similar items. In addition, such results must not be used to indicate or imply that TUv SUD
PSB approves, recommends or endorses the manufacturer, supplier or user of such productiequipment, or that TOV SUD PSB in any way
"quarantess” the later performance of the product/equipment. Unless otherwise stated in this repor, no tesis were conducled to determine
long term effects of using the specific product/equipment.

2. The sample/s menfioned in this report is/are submitted/supplied/manufactured by the Client. TUV SUD PSB therefore assumes no
responsibility for the accuracy of information en the brand name, model number, origin of manufacture, consignment or any information
supplied.

3. Nothing in this report shall be interpreted to mean that TUV SUD PSB has verified or ascertained any endorsement or marks from any cther
testing authority or bodies that may be found on thal sample.

4, This report shall not be reproduced wholly or in parts and no reference shall be made by the Client to TGV SUD PSB orto the report or resulls
furnished by 10OV S0D PSB in any adverfisements or sales prcmotlon

5. Unless ctherwise stated, the tests were camed om in TLJV S" D'P ' Park Drive Singapore 118221.

July 2011
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