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Thank you for your purchase of the Therma-Cot from Bowen Deaver Innovations (BDI)!  The Therma-Cot 
was developed by firefighters for firefighters, to provide an additional level of comfort to your patients 
by keeping the center of the cot warm.  The Therma-Cot has three (3) levels of heat; to provide the 
appropriate amount of warmth for your patient’s comfort.  The Therma-Cot is produced using heat 
technology from EXO2 and is proudly manufactured in the United States of America by Capewell Aerial 
Systems.  The Therma-Cot is intended for professional use only.   

The Therma-Cot comes with a 180-day warranty for manufacturer defects.  Please review the 
instructions below carefully and follow them closely to ensure that you get the most out of your 
Therma-Cot. 

GENERAL: 

 Fully charge the batteries for at least eight (8) hours prior to the first use. 

 The Therma-Cot is intended to lay down the center of the cot with the battery pouch tucked 
under the top of the mattress.  

 Insert the battery into the pouch and plug in.  To adjust the temperature, you can use the 
remote control or the controls located on the battery.   

BATTERIES: 

 The batteries should last on level three (3) for approximately four (4) hours.  For your 
convenience, the batteries are programmed to shut off after 45 minutes.  This will help extend 
the run time while not in use.   

 PROTECT THE BATTERIES from excessive heat.  Lithium-Ion batteries are extremely safe when 
cared for properly. 

 Keep away from fire or heating source. 

 DO NOT over charge the batteries.  The batteries should be charged for no more than eight (8) 
hours and should not be stored in an uncharged state.  

 DO NOT use any other battery except the ones provided with your purchase.  Use of any other 
battery will void any warranty.  The heating components for the Therma-Cot have been 
specifically designed and engineered for use with only the batteries provided.   

 DO NOT charge the battery near high temperatures. 

 DO NOT store or charge battery pack inside your car in extreme heat. 

 DO NOT put the battery in a microwave. 

 DO NOT penetrate or strike the battery. 

 DO NOT immerse the battery in water. 

CLEANING / STORAGE: 

 Unplug the battery and use mild, soapy water to clean or disinfect the Therma-Cot.  Make sure 
the battery and connecting wire are not exposed to liquid or any type of cleaning product. 

 When the Therma-Cot is not in use for a prolonged period, it can be rolled for storage.  The 
batteries MUST be unplugged during storage.   
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FROM THE BACK OF THE BATTERY: 

 DO NOT USE UNAUTHORIZED CHARGERS 

 DO NOT REVERSE POLARITY 

 DO NOT MAKE A SHORT CIRCUIT 

 DO NOT DISASSEMBLE  

 KEEP AWAY FROM INFANTS 

 

Please register your product(s) within ten (10) days of receiving them. 
 

 Our products have a 180-day warranty.  Covering all electronic and mechanical failures.  In the 
unlikely event that any part should fail within 180 days, return it to us and we will repair or 
replace it! 

 
Please note: 

 The warranty does not cover intentional alterations, accidental damage or improper cleaning. 
 
 
Have questions about your product(s)?  Please contact: Julie@bdi-llc.com 
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