
Compressor Nebulizer
Guidebook

Models 40-135-000
40-136-000

Please read this guidebook 
completely before operating this unit.

Your Nebulizer is intended for use in the treatment of asthma, COPD and other respiratory
ailments in which an aerosolized medication is required during therapy. Please consult with

your physician and/or pharmacist to determine if your prescription medication is approved for
use with this Nebulizer. This Nebulizer is intended for single patient use.

Federal (U.S.A.) law restricts this device to sale by, or on the order of, a licensed physician.

English • Spanish

TOLL-FREE CUSTOMER CARE HELPLINE:
1-800-622-4714



Product Identification

Cautions
Product Cautions
Please use general safety precautions when
operating your Compressor and Nebulizer.

This unit should be used only for (1) its
intended purpose as described in this
guidebook, and (2) with medications only
under the supervision and instruction of your
physician.

READ THE FOLLOWING BEFORE USING

• To avoid electrical shock: Keep unit away
from water • Do not handle the unit or
power cord with wet hands • Do not
immerse the unit in liquid • Do not use
while bathing • Do not reach for a unit that
has fallen into water – immediately unplug
the unit.

• Do not use the unit if it has any damaged
parts (including power cord or plug), if it
has been submersed in water or dropped.
Promptly send the unit for examination
and repair.
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Limited Five-Year Warranty
MABIS Healthcare (‘MABIS’) guarantees that its MABIS NEB XP Nebulizer will be free from
manufacturing defects under normal use for a period of five years from the date of purchase.

This warranty covers only normal use, and does not apply to use in any clinical or
commercial applications. This warranty does not cover batteries or other power sources that
may be provided with or used with the MABIS NEB XP Nebulizer. This warranty is voided if
the MABIS Neb XP Nebulizer product is misused or abused in any manner.

If the MABIS NEB XPNebulizer fails to operate during the warranty period, return it postage
prepaid along with $5.00 for return shipping and insurance to: MABIS Healthcare, Attn:
Repair Department, 1931 Norman Drive, Waukegan, IL 60085. Repair or replacement of the
defective unit, at MABIS’ option, is the sole remedy under this warranty.

ANY IMPLIED WARRANTIES WHICH THE PURCHASER MAY HAVE ARE LIMITED IN
DURATION TO THE TIME THAT THE ORIGINAL CONSUMER PURCHASER OWNS THE
PRODUCT. Some states do not allow limitations or how long an implied warranty lasts, so
the above limitation may not apply to you.

This warranty constitutes MABIS’ only responsibility and obligation to repair and/or replace
materials or components, or refund the purchase price. MABIS will not be responsible for
any indirect, incidental, special, consequential, or punitive damages or other loss,
including, but not limited to, damage to or loss of other property or equipment and
personal injuries, whether to purchaser or others. MABIS shall in no event be liable to the
purchaser for any amount in excess of the cost of repair and/or replacement of the unit, or
the purchase price of the unit. Some states do not allow the exclusive or limitation of inci-
dental or consequential damages, so the above limitation or exclusion may not apply to you.

This warranty gives you specific legal rights, and you may also have other rights which vary
from state to state.

MABIS Healthcare
1931 Norman Drive South
Waukegan, IL 60085  USA
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Introduction

Your Compressor Nebulizer should be used
under the supervision of a licensed physi-
cian and/or a respiratory therapist.

Thank you for purchasing a Neb XP
Compressor Nebulizer. With proper care
and use, your Nebulizer will provide you with
many years of reliable treatments.

Treatments are delivered quickly, safely and
conveniently making this unit ideal for all
ages. 

We encourage you to thoroughly read this
guidebook to learn about the features of
your Nebulizer. Together with your physician
and/or respiratory therapist, you can feel
comfortable and confident knowing that you
are receiving the most effective inhalation
treatments for your respiratory condition.

• The unit should not be used where 
flammable gas, oxygen or aerosol spray
products are being used.

• Keep the air vents open. Do not place the
unit on a soft surface where the openings
can be blocked.

• If the medicine cup is empty, do not
attempt to operate the unit.

• If any abnormality occurs, discontinue use
until the unit has been examined and 
repaired.

• The unit should not be left unattended
while plugged in.

• Do not tilt or shake the unit when in
operation.

• Disconnect the unit from the electrical
outlet before cleaning, filling and after
each use.

• Do not use attachments unless
recommended by the manufacturer.

Operating Cautions
• Close adult supervision is highly

recommended when this unit is used by
children or invalids.

• Keep your eyes away from the output of
medication mist.

• The maximum capacity of the medicine
cup is 13cc and should not be overfilled.

• Do not use this unit while operating a
vehicle.

• If any discomfort or abnormality occurs,
stop using the unit immediately.

Storage Cautions
• Do not store the unit in direct sunlight,

high temperature or humidity.
• Keep the unit out of reach of small

children.
• Always keep the unit unplugged while not

in use.

Cleaning Cautions
• Check the air filter, Nebulizer, mouthpiece,

and any other optional components before
each use. Dirty or worn parts should be
replaced.

• Do not immerse the compressor in water. 
It may damage the unit.

• Disconnect the unit from the electrical
outlet before cleaning.

• Clean all necessary parts after each use
as instructed in this guidebook.

Cleaning Procedures
Please consult with your physician or
therapist prior to cleaning regarding the
use of commercial disinfectants and
appropriate cleaning methods.
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cate a charged battery. A red light indi-
cates that the battery needs to be
charged.

4) Proceed to “Assembling and Operating
Your Nebulizer” instructions.

To unlock the battery,
1)While holding both the compressor and

battery pack, press the rectangular-
shaped button located
on the front of the bat-
tery pack. The 
components should
release, Fig. 6.

2)Reattach the rubber
base to the bottom of
the compressor.

NOTE: When the battery
pack is not in use it is important to keep the 
rubber base attached at all times. 
The rubber base will help stabilize the unit
on a flat surface and protect the battery 
terminal.

Assembling Your Nebulizer
Follow the cleaning instructions in this
guidebook under “Cleaning Technique” prior
to using your nebulizer for the first time or
after it has been stored for an extended 
period of time.

REMEMBER: Always disconnect the unit
from the electrical outlet and make sure the
POWER switch has been
pressed to “off” before clean-
ing, assembling and before or
after each use.

1) Gently twist and pull
straight up on the lid of the
Nebulizer to separate into
two parts (medicine cup
and cover).

2) Make sure that the purple jet is properly
installed inside the medicine cup. (The
stem inside the
medicine cup inserts into the tube of the
purple jet), Fig. 7.

safety precautions, plug the adapter into a
standard AC outlet.

3)Proceed to “Assembling and Operating
Your Nebulizer” instructions.

Using the DC Adapter,
1)Insert the DC adapter plug into the recep-

tacle of the compressor, located on the
bottom of the compressor, Fig. 2.

2)Following general safety precautions, plug
the adapter into an automobile DC outlet.

3)Proceed to “Assembling and Operating
Your Nebulizer” instructions.

Using the Rechargeable Battery
Pack,
Your Compressor Nebulizer can operate
with the use of a rechargeable battery when
AC power is not available. The life of the
battery is approximately two years; however,
battery life will vary depending on usage,
storage and charging conditions.

To charge the bat-
tery,
1) Insert the AC adapter

plug into the recepta-
cle of the battery
pack, located on the
top of the battery
pack, see Fig 3.

2) Following general
safety precautions,
plug the adapter into a standard AC out-
let.

Approximate charging times:
1st time use: 24 hours
Thereafter: 4-12 hours

To use the battery,
1) Expose the battery

terminal on the bot-
tom of the compres-
sor by removing the
rubber base, Fig. 4.

2) Attach the compressor and battery pack
making sure that the battery terminals
meet, Fig. 5. The two components should
snap together into
place. Check that
the compressor
and battery pack
are securely con-
nected.
NOTE: Press the
POWER button. A
green light will illu-
minate above the POWER button to indi-

It is important to clean your Nebulizer before
the first time it is used and after each use.
Remember: Disconnect the unit from the
electrical outlet and never immerse the unit
in water.

Cleaning the Parts
The Nebulizer, mouthpiece, masks, clear
cover and other optional accessories should
be cleaned with a mild detergent or com-
mercially available disinfectant. 

Thoroughly rinse each part and allow to
completely air dry before using or storing.

Rinsing Technique
(Performed after each treatment):

1) Make sure that the POWER switch has
been pressed “off” and the unit has been
disconnected from the power source.

2) Disconnect the nebulizer, air tube, 
mouthpiece and/or mask.
NOTE: If removing the
Nebulizer from the stem of the
Compressor, twist the entire
Nebulizer, then lift to remove.

3) Gently twist and pull up on the
cover of the Nebulizer to open
and separate, Fig. 1.

4) Rinse the Nebulizer and
components with hot tap
water.

5) Dry with clean towels or allow to 
completely air dry.

6) Reassemble the Nebulizer and store the
parts in a cool, dry place.

Cleaning Technique
(Performed after the last treatment of the
day or before first time use):

1) Follow steps 1-4 under “Rinsing
Technique”.

2) Wash all Nebulizer parts, mouthpiece and
other optional components in warm water
and a mild detergent. Rinse in hot tap
water.

NOTE: For first time cleaning or after the
unit has been stored for an extended period
of time, thoroughly clean all components.
The Nebulizer is dishwasher safe.

3) Prepare a vinegar/distilled water solution
of one part white vinegar to three parts
distilled water.

4) Submerge the rinsed parts in the
vinegar/distilled water solution for
30 minutes.

5) Follow steps 4-6 under “Rinsing
Technique”.

Cleaning the Main Body
(Compressor)
The compressor should be cleaned with a
soft cloth moistened with water and dried
with a soft cloth. 
NOTE: Any other form of cleaning or
cleaning agents may damage the finish on
the unit.

Changing the Air Filters
It is important to change the air filter
approximately every 30 days or when the air
filter turns gray.

1) Remove the air filter cover by gently
peeling back the rubber cover.

2) Discard the gray air filter.
3) Replace with a new, clean air filter.
4) Securely reattach the air filter cover to the

unit.

NOTE: Air filters cannot be cleaned or
washed. Only NEB XP air filters can be
used. Do not substitute alternate material
such as cotton. Do not operate without an
air filter.

Using the AC Adapter,
DC Adapter or
Rechargeable Battery Pack

Your Nebulizer operates by use of an AC
adapter included in both the Standard and
Deluxe Compressor Kits. The Deluxe Kit
also includes a DC adapter and a recharge-
able battery pack. 

NOTE: The battery pack must not be con-
nected to the compressor when using AC or
DC voltage.

Using the AC Adapter,
1)Insert the AC

adapter plug into the
receptacle of the
compressor, located
on the bottom of the
compressor, Fig 2.

2)Following general 
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3) Add the prescribed
amount of medication to
the medication cup,
Fig. 8.

4) Reassemble the
Nebulizer by carefully
twisting the medicine
cup and cover together.
Make sure that the two parts fit securely.

5) Place the compressor on a
solid, flat dry surface. Insert
the nebulizer into the unit
making sure that the stem of
the medicine cup inserts
securely into the rubber stem.

If using the air tubing,
a) Attach one end of the air

tube to the rubber stem.
b) Carefully attach the oppo-

site end of the air tube to
the stem at the base of
the Nebulizer, Fig. 9.

Make sure that the mouthpiece or other
attachments are
properly connected to the
nebulizer cover.

Operating Your Nebulizer
NOTE: The Nebulizer that is provided with
your kit is operable at up to a
45° angle.

1) Attach the angled
mouthpiece or optional
mask to the top of the
Nebulizer, Fig. 10.

If using the optional tee
adapter set,
a)Attach the tee adapter to

the top of the Nebulizer,
b)Connect one end of the

tee adapter to the straight
straight mouthpiece and
the other to the extension
tube.

NOTE: The tee adapter is not needed when
using a mask.

2) Check that the POWER switch has been
pressed to “off.” Plug the power cord into
a main outlet.

3) Press the POWER switch to the “on”
position.

4) Start your treatment according to your
physician’s or therapist’s instructions.

5) Once the treatment is complete, press the
POWER switch to “off” and unplug the

Fig. 10

power cord from the outlet.

Remember:
• Keep your eyes away from the output of 

medication mist.
• If any discomfort or abnormality occurs, stop

using the unit immediately.
• Do not tilt or shake the unit when in 

operation.

To end a treatment,
1) When the treatment has ended, press the 

POWER button. 
2) Unplug the adapter from the outlet and

detach the adapter plug from the unit’s 
AC port.

3) Dispose excess medication and water before
disconnecting the battery. 

4) Allow the unit to cool — approximately 
20-30 minutes.

Remember:
• The unit should not be used for more than 

30 minutes at a time.

• Wait 30 minutes before reusing the unit.

After Every Use
1) Unplug the unit from the power source.
2) Allow the unit to completely cool.
3) Carefully remove the Nebulizer and pour

out any remaining medication.
4) Follow the cleaning procedures provided in

this guidebook.

Replacement Parts
Replacement parts are available through your
local retailer or they can be ordered by mail.

See separate replacement part list for details.

Troubleshooting
If any abnormality occurs during use, please
check and correct the following:

Condition Correction

Unit does not Check the AC connection
operate when to the outlet.
POWER switch
is pressed.

No misting Check that there is
or low rate medication in the Nebulizer
of misting cup.

Check the Nebulizer for
damage.

Check the position of the
purple jet inside the 
Nebulizer.

Make sure that air tube 
and other components are
properly attached.

Check the air filter and 
replace if necessary.

Check the air tube and
replace if necessary.

Fig. 9
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Manual de 
nebulizador compresor

Modelos 40-135-000
40-136-000

Su nebulizador está diseñado para ser utilizado en el tratamiento del asma, EPOC (enfermedad pulmonar
obstructiva crónica) y otras dolencias respiratorias donde el tratamiento requiera una medicación para 
nebulizar. Consulte con su médico o con su farmacéutico para determinar si la medicación que le han 

recetado está aprobada para ser utilizada con este nebulizador. Este nebulizador está destinado al uso 
de un solo paciente.

La ley federal (de EE.UU.) prohíbe la venta de este equipo por parte de un médico 
matriculado o por su cuenta y orden.

Inglés • Español

LÍNEA GRATUITA DE ASISTENCIA AL CLIENTE:
1-800-622-4714

Lea el manual completo
antes de operar el equipo

1931 Norman Drive South
Waukegan, IL 60085 USA

Toll-Free Customer Care Helpline: 800-622-4714

www.mabis.net 
E-mail: productinfo@mabis.net
Phone: 847-680-6811
Fax: 847-680-9646

#91-032-135  12/06
©2006 MABIS Healthcare

Name and Model Number NEB XPTM Portable Handheld Compressor Nebulizer
#40-135-000 and #40-136-000

Power NiMH battery, 12-volt AC, 12-volt DC
NiMH Battery Capacity 1600 mAH
NiMH Battery Use Time Approximately 45 minutes
Medicine Capacity 13 cc
Particle Size 0.5 to 10 µm
Sound Level 60 dBA
Motor Type Piston pump
Average Nebulization Rate 0.2 ml/min
Compressor Pressure Range 30 to 36 Psi (210 to 250 Kpa/2.1 to 2.5 bar)
Operating Pressure Range 8 to 10 Psi (50 to 70 Kpa/0.5 to 0.7 bar)
Liter Flow Range 4 – 8 lpm
Operating Temperature Range 50.0°F to 104.0°F (10.0°C to 40.0°C)
Operating Humidity Range 10 to 90% RH
Storage Temperature Range -13.0°F to 158.0°F (-25.0°C  to 70.0°C)
Storage Humidity Range 10 to 90% RH
Dimensions 5-1/8” x 4-1/4” x 2-1/2” with cover/without battery pack

6-3/4” x 4-1/4” x 2-1/2” with cover and battery pack
Approximate Weight 12.3 oz. without battery pack

1 lbs. 7.6 oz. with battery pack
Standard Accessories Portable handheld compressor, clear cover, Nebulizer,

7’ tubing, tubing connector, angled mouthpiece, five (5)
air filters, AC adapter, rubber base

Deluxe Accessories Rechargable battery pack, DC auto adapter, carrying
case

Optional Accessories Angled mouthpiece kit, tee adapter set, baby pacifier 
inhaler set, child mask, adult mask, child’s dragon mask, 
air filters, carrying case (included in model #40-136-000)

Specifications are subject to change without notice.

Protection against electric shock

Class II Equipment

Type BF applied parts:
– Mouthpiece, baby pacifier inhaler & mask

Protection against harmful ingress of water
– IPX0 (Ordinary)

Degree of safety in the presence of flammable anesthetics or oxygen
– No AP/APG (Not suitable for use in the presence of flammable anesthetics or oxygen)

Mode of operation – continuous.

UL 1950 (AC adapter only)

Product Specifications

MANUAL 
DETALLADO

                                                      




