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Thanks for purchasing this product. Please read this manual instruction 
carefully in order to know how to use this product correctly before operation. 
Please pay more attention to some important safety warning and keep this 
manual book properly for future use. Note: Our Company reserves the right 
to revise the design and description of this product without any further notice. 
Please refer to the actual color of this product.

Safety and maintenance 

Name and function of components

Function & Efficacy

Method of usage

Product specification
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Don t allow children to touch moveable part of this 
product.

Please use well-grounding power supply suited to this 
product.

Please pull out the plug after use or before cleaning to 
avoid injury or damage to the product.

Please operate this product according to this manual 
instruction.

Don t use accessories which are not recommended.
Don t use this product outdoors.
Please read this manual instruction carefully before 

operation.  
Any other usage that is not listed in this manual instruction is 

forbidden.
15 minutes of usage each time is recommended.
Please don t use it if the leather is broken or damaged.
Please don t use it if the cover or leather is damaged.
Please don t use it if the radiator hole is covered or 

blocked.
Please don t drop anything into this product.
Please don t fall asleep while using this product.
Please don t use it if drunk or feel unwell.
Please don t use it within one hour after having meal.
Please don t make the massage function too strong for 

avoiding injury.

2. Environment for usage.
Please don t use it under high temperature and moist environment such as 

bathroom.
Please don t use it immediately while the environmental temperature 

changes sharply.
Please don t use it under heavy-dusty or caustic environment.
Please don t use it where there is not enough space or not good ventilation.

3. People who are not suitable to use this product.
People who are suffering from osteoporosis are not suitable to use this product.
People who are suffering from heart disease or carrying electronic medical 

equipment such as heart pacemaker are not suitable to use this product.
People who are suffering from fever are not suitable to use this product.

Pregnant women or women that are in menses period are not suitable to use 
this product.

People who got injured or skin disease are not suitable to use this product.
Children under twelve or people who are not able to operate this product are 

not suitable to use this product.
People who are told by doctor to have rest or people who feel unwell are not 

suitable to use this product.
People whose bodies are wet are forbidden to use this product.
People  who is sensitive  to heat.

4. Safety.
Check the voltage if it is suitable to the specification of this product.
Don t use wet hand to pull the plug.
Don t make water go inside this product to avoid electric shock or cause 

damage to this product.
Don t damage the wires or change the circuit of this product.
Don t use wet cloth to clean the electric parts such as switch and plug.
Be away from this product under power cut state to avoid injury if the power 

comeback suddenly.
Stop using this product while it works abnormal, and please consult local agent 

immediately.
Stop using this product if you feel unwell, and please consult health care 

doctor.
  5. Maintenance.

This product should be maintained by certain appointed agents, users are 
prohibited to disassemble or maintain by themselves.

Please don t forget to cut the power after usage.
Don t use this product if the socket looses.
If this product will be left unused for long, please curl up the wires and reserve 

this product in dry and dustless environment.
Don t reserve this product under high temperature or near fire and avoid 

longtime direct sunshine.
Please clean this product by dry cloth. Don t use thinner, benzene or alcohol.
The mechanical components of this product are specially designed and 

made, it is not necessary to be specially maintained.
Don t use edged res to thrust this product.
Don t roll or pull this product above uneven ground, it should be lifted before 

moving.
Please use it intermittently; don t make this product work continuously for long.

6. Solution of ordinary malfunctions.
It is nature movement voice if the motor sounds while in usage.
If the controller can t work normally, please check the plug and socket if they 

are connected strongly and make sure the switch is turned on.
If the rated working time is over, the product will automatically activate the 

power-off button; If this product works continuously for long, the temperature 
protector will make the product automatically power-off, it should be used again 
after half an hour s rest.

Safety and maintenance  IMPORTANT SAFETY WARNING. IMPORTANT SAFETY WARNING.
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Functions: 
This product is a set of smart 3D mechanical hands for massage that is designed to 

be capable of ascending/descending, contracting forwards/backwards, being driven 
by four wheels, and being mute. 

It may detect automatically the shoulder position and carry out fine adjustment; and 
detect automatically the curve of human body and the pressing point for massage, 
and then the forward/backward contraction of mechanical hand may be adjusted 
according to the detected curve of human body and the pressing point for massage, 
so that the massage may be performed on more humane and scientific basis. 

Endowed with the following four personalized functions of automatic massage: easy 
massage, comfortable massage, ache-relieving massage, and fatigue-relieving 
massage. 

With the function of automatic massage of upper body (automatic massage of neck 
and shoulder, and automatic massage of back and waist).

Manual selection of position and mode of massage for upper body: the following 
three positions of massage may be selected: whole range, local, and definite point; 
the following six modes of massage may be selected: pushing up/grasping/kneading 
shoulder, kneading, patting, pressing, synchronized kneading & patting, and 3D 
massage. There are five speeds for each massage mode; the massage ball of 
mechanical hand may be adjusted within five widths when patting mode or pressing 
mode is selected. 

Pneumatic massage of arms (through built-in 36 pneumatic bags), and the 
pneumatic pressure may be adjusted within 3 ranges. 

Pneumatic massage of lower body (through built-in 47 pneumatic bags), three 
positions may be selected and the pneumatic pressure may be adjusted within 3 
ranges. 

Massage of buttocks and feet through vibration, and two intensities of vibration may 
be selected. 

Mp3 music broadcast. Stop, Former, Next, Volume Increase and Volume Decrease.  

ON/OFF
FUSE
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1.Pillow Pad
2.Remote
   Controller
3.Earphone
4.Armrest
5.Cushion
6.Calfrest
7.Footrest
8.Backcushion
9.arms airbag 
    groupware 
10.Jade Heater
11.Backrest Cover
12.Remote 
     Controller Stand
13.Player(MP3)
14.Back Wheel
15.Jade Heater Jack
16.Earphone Line
17.Cable&Plug
18.Earphone Jack
19.Plug Jack
20.Switch
21.Fuse box

Name and function of components Function & Efficacy

Thermal therapy by holding the device. Five helium-neon lamps in five soapstone 
sockets as far infrared thermal source creates a temperature that may be adjusted 
within 40 70 .

Thermal therapy for back. Carbon fibers are used as far infrared thermal source.
Memory of three massage modes. 
The length of support of lower legs may be adjusted through contraction to meet the 

requirement from persons of different height. 
The height of support of lower legs and back support may be adjusted through 

ascending/descending, 
Standing up and sitting down automatically while stopping. Automatic reset of 

mechanical hands. 
Display on VFD color screen. 
Equipped with MP3 broadcaster and earphones. 

Effects

Relieve fatigue
Promote blood circulation
Relieve the muscular fatigue
Relax the strained muscle. 
Relieve the nervous ache. 
Relieve the muscular ache
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Method of usage Method of usage

Switch power supply on

3. Adjustment of the angle of foot pad

Diagram of the switch position of power supply Diagram of turn-on method

ON/OFF
FUSE

2. Adjustment of the length of foot pad

1.Adjustment of angle of back support

The angles of chair back and foot pad and the contraction position of 
foot pad may be adjusted according to posture needed (Do not adjust 
them during the massage). 

Back Support Down Key: pressing against this key will lift the back support 
slowly, and releasing the key will stop its movement.

Back Support Up Key: pressing against this key will lower the back 
support slowly, and releasing the key will stop its movement.

Pad Extension Key: pressing against this key will extend forwards the foot 
                                 pad, and releasing the key will stop its movement. 

Pad Contraction Key: pressing against this key will pull backwards the 
                                      foot Pad, and releasing the key will stop its 
                                      movement. 

The foot pad will stop its movement and give short ticks to warn users when its front segment touches 
an obstacle or ground while extending. 

Pad Up Key: pressing against this key will lift the foot pad slowly, and 
                     releasing the key will stop its movement, but the 
                     length of foot pad will be adjusted automatically. 

Pad Down Key: pressing against this key will lower the foot pad slowly, and 
                          releasing the key will stop its movement, but the length 
                          of foot pad will be adjusted automatically. 

If the front segment of foot pad touches obstacles or ground when the pad 
descends, the front segment of foot pad will contract to the shortest position 
and then descend further. If the front segment of foot pad still touches 
obstacles or ground at its shortest position while descending further, the foot 
pad will stop its descension and give short ticks to warn users.  
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Method of usage Method of usage

.  Massage starts
1.Press the red switch to start the massage. 

2.Please wait until the shoulder position and the pressing points are 

detected automatically. 

3.If the shoulder position detected differs from the real one, the suitable 

shoulder position may be reached through adjusting Up/Down key of 

shoulder position. The whole shoulder position is divided into 11 ranges.  

The position of massage ball is adjusted upwards to reach the suitable 
shoulder position. 

The position of massage ball is adjusted downwards to reach the suitable 
shoulder position.

4, Select a massage function to carry out massage. 
a) Memory of massage mode
Memory keys A, B and C will flash to indicate that the shoulder position is 
under adjustment, pressing any of them will resume the massage mode 
stored in this key, and the selected key will keep bright. 

b) Personalized automatic massage, automatic massage of upper body, 
automatic massage of lower body:

1.Comfortable massage: it relaxes the whole body.

2. Easy massage: it promotes the blood circulation.

3. Ache-relieving massage: the pressing points will be massaged 
                                            strongly to relax the ached body part.  

4. Fatigue-relieving massage: it relieves the fatigue and restores the 
                                                vitality of human body. 

Automatic massage

c) Manual massage of upper and lower bodies

A1

A2

Back-relaxing massage

H0

H1~H3 (             )

H0

H1~H2 (             )

H1~H2 (             )

H1~H4 (             )

H1~H4 (             )

The massage of neck and shoulder focus on neck and shoulder.

The massage of back and waist focus on back and waist.

The pneumatic massage of lower body: the massage intensity may be 
adjusted within 3 ranges with focus on feet, legs and buttocks 

The pneumatic massage of arms: the massage intensity may be 
adjusted within 3 ranges with focus on left and right arms. 

Manual massage of upper body

Pulling up and grasping shoulder: built-in 3 massage modes, speed and 
intensity of massage are adjustable.

Pressing massage: built-in 2 massage modes, speed, width and intensity 
of massage are adjustable.

Kneading massage: built-in 4 massage modes, speed and intensity of 
massage are adjustable.

Patting massage: built-in 2 massage modes, speed, width and intensity 
of massage are adjustable.

Kneading/patting massage: built-in 4 massage modes, speed and 
intensity of massage are adjustable.

Speed: may be adjusted within 5 ranges

Width: may be adjusted within 5 ranges

(all manual massage modes except 
grasping/kneading shoulder are effective)

Massage at the fixed position
 (definite points)

Round massage in a small (local) range

Round massage in (the whole) upper 
body

adjust massage position
(under partial and 
fixed modes)

Mechanical hands 
move up

Mechanical hands
move down

RELAXFINE
STIFF-
NESS

RECO-
VERY

RELAXFINE
STIFF-
NESS

RECO-
VERY

RELAXFINE
STIFF-
NESS

RECO-
VERY

RELAXFINE
STIFF-
NESS

RECO-
VERY

High shoulder position  

suitable shoulder position 

Low shoulder position

ADJUST  SHOULDER

ADJUST  SHOULDER

UPPER BODY
AUTOMATISM

UPPER BODY
AUTOMATISM

LOWER
BODY

ARM AIR
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3d massage:built-in 6 massage modes, speed, width and intensity 
of massage are adjustable. H1~H6 (             )3D



Method of usage Method of usage

Manual pneumatic massage of lower body:

d) Other functions of manual massage

Massage 
by vibration

70

40

Music

55

Memory  set  on

ON/OFF
FUSE

The massage intensity may be adjusted within 3 ranges 
for the massage of lower body

The massage intensity may be adjusted within 
3 ranges for the massage of feet

The massage intensity may be adjusted within 3 ranges 
for the massage of buttocks

the vibration intensity may be adjusted within 2 
ranges for the massage of soles.

 the vibration intensity may be adjusted within 2 
ranges for the massage of buttocks.

The intensity adjustment for the massage of upper body
 ( 5 ranges for adjustment):

Thermal therapy for back: thermal therapy for back through 
far infrared, the warm may be felt 3 min later after starting. 

Thermal 
therapy 
by holding 
the 
device

The switch for thermal therapy by holding the device, 
the default temperature after starting is 55

Increase of the temperature for the thermal therapy
 by holding the device, the maximal temperature is 
70  with the increment being 5

Decrease of the temperature for the thermal therapy by 
holding the device, the minimal temperature is 40  with 
the decrement being 5

Music On, Off

Former

Next

Volume Increase

Volume Decrease

.Switch power supply off and stop the massage

1.Pressing the red switch during the massage will stop all massage functions 
at once, and chair back and foot pad will reset automatically. Or the 
scheduled massage time will stop all massage functions, but chair back and 
foot pad won't reset.  

2. Memory keys A, B, and C will flash to indicate their respective modes, 
pressing any of them during the massage will save the massage mode 
represented by it, and [Memory Set On]will be displayed on the screen of 
controller window. Or pressing the red switch once again to stop the device, 
and the mechanical hand will reset. Or wait for 10s to let the device stop 
automatically, and the mechanical hand will reset.   

3. Switch power supply off
Attached diagram (diagram of power-off of the device)

Diagram of switch position of the device Diagram of power-off

Key to increase the intensity of 

massage of upper body.

Key to decrease the intensity of 

massage of upper body.

Key to increase the intensity of

 pneumaticmassage of lower body.

Key to decrease the intensity of 

pneumaticmassage of lower body.

Thermal therapy for back: thermal therapy for back through far

 infrared,the warm may be felt 3 min later after starting. 
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5.How to download mp3 music :

1. Turn off the power of massage chair .

2. Pull out the u-disk from the MP3 player .

3. Insert the u-disk into USB port of PC (Windows Xp Windows 

2000 WindowsNT.)

4. Download your favorite MP3 format music into U-disk .if fails , 

please firstly format the disk.

5. Delete the USB Mass Storage Device on the PC after complete 

download .

6. Pull out the U-disk from PC

7. Insert U-disk to the USB port of MP3 player

8. Now MP3 music was renewed . you may turn on the power of 

massage chair .

Note :

1. If fails to play MP3 music ,please firstly format the U-disk on PC 

before download.Then follow the instruction to insert the U-disk into 

USB port of MP3 player.

2. Except the U-disk , do not remove or loose the MP3 player .

Method of usage Method of usage
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3.THE PADDING AND BACK CUSHION ASSEMBLING AND OPERATION 

Using the cushion which can reduce the  neck & shoulder kneading 
massage of the pi l low, can determine according to your demands  
whether to use the pi l low cushion or not ( recommend using the pi l low 
cushion). 
backs of cushions connect back through zipper(1)pi l low cushion and 
back through is i t spike joining to glue cushion(2)

Warn: Can't raise the back cushion to use , in case that cause the injury to 
you.

4.INSTALLATION AND USE OF THE CONTROLLER AND TEA TABLE TRAY

Instal l  the control ler shelf on the massage chair(1)  Insert the control ler 
shelf in thecontrol ler shelf(2)   The control can rotate freely and 
vert ical ly(3)  The control can rotate freely and horizontal ly(4)  

Method of usage

3 4
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5.Prohibited proceeding:
When the arms airbag groupware connect with the armrest, the spindle 

can't be added with lube.
It is forbidden to stab the airbag by needle or other sharp things.
It is forbidden to wobble the airbag groupware in case to destroy 

relevant components.

Usage:
When the airbag groupware spindle is inserted into the hole half length 

and the chair is turned on, the induction equipment in the hole receive 
signal and will start feeding the air; when the groupware spindle is inserted 
into the hole completely, there will be no air coming out of the joint and the 
airbag will start working.

When the airbag groupware is taken off but not completely, it is 
common that there will be air coming out of the joint.

The hand-wheel will be loose if turned to left side, and be tight if turned 
to right side; it can be taken off by turning to the left side continuously.

When take off the groupware, please check if it moves forward and 
backward freely.

In order to avoid colliding with the airbag groupware, the controller 
should be put forward by 20  as shown in picture (1) and (2).

Method of usage
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Method of usage

6.FLOOR PROTECTION
Put the heavy massage chairs on the wood f loor for a longtime may 
damage the f loor, so please place a carpet or other object to avoid this 
damage.

Caution: Do not move the chairs with i ts wheels on wood f loor, rough 
ground or in a narrow space. Two people are required to l i f t the chair.

Name: Massage chair

Input Voltage: 110-120V~   60Hz

                         220-240V~   50Hz

Input power:260W

Safety structure:Class 

Product specification

Material  introduction: PVC, PA, steel  parts and electric &ele

-ctron parts 

MATERIAL           PU         LEATHER         CLOTH        WOOD
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