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hygea® 2 Daily operation 
 

1. Fill the bath with cold water from the tap. Ensure the drain valve is closed 
before filling (closed when green handle is at right angle to the valve body). 

 
2. Add one sachet of Sonozyme detergent. 

 

3. Turn the machine on by the switch at the rear of the unit. The ultrasonics will 
immediately run and the lid will lock until the fluid has reached the minimum 

set temperature (usually 20°C). 
 

4. Once the unit reaches the minimum set temperature a single cycle should be 
run to degas the water. This will ensure maximum ultrasonic activity is 

generated in the cleaning fluid. 
 

5. To run a cycle: 
a.) Press the Enter/Accept button. 

b.) Select the operator (if no operators programmed in, simply choose 

OP01), by pressing the Enter/Accept button. 
c.) If selecting specific operator, use the Up, Dn and Next buttons to 

scroll through the options then press the Enter/Accept button. 
d.) Press the Enter/Start button to begin the cycle. 

e.) If detergent has been added, at the prompt press the Enter/Start 
button to begin the cycle. 

 
6. The pre-set cycle time is 10 minutes. After this time the lid will open and the 

basket and instruments can be removed. 
 

7. To abort the cycle, press the Enter/Abort cycle button. 
 

8. The tank should be drained and new water and cleaning detergent added at 
the end/start of each clinical session. 

 

9. Each time new water and cleaning detergent is added, repeat from step 1. 
 

For more information, advice or to order consumables, contact Ultrawave on: 
Sales  – 0845 330 4236     

Service  – 0845 330 4238 
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