
3-in-1 40K Ultrasonic Cavitation 
Slimming Machine



Level: 10

Screen Size: approx. 4.3inch

Package Weight: approx. 2.7kg

Box Size: approx. 15* 9.5 * 6.7inch

Power: 200W

Voltage: 110V - 240V

Package Included: 

1 x Main Device. 

1 x Tri-polar Probe. 

1 x Multi-polar Probe. 

1 x 40K Probe. 

1 x ABS Chassis.

1 x English Manual.

2 x Spare Fuse.

1 x Power Cord.

Specifications: 
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Recommendations 
1. Make sure your skin is clean before using the machine.
2. This Machine is recommended to be used with our Slimming Gel

however it can also be used with any gel based products.
3. Make sure you are not wearing any metal base jewelry
4. It is recommended to use each probe for 10-15 minutes each

time, 2-3 times a week;
5. For every 60 minutes of machine usage let it rest for a few

minutes.
6. It is recommended to keep the machine in a dry place under room

temperature and also to clean it after each use.

      If the Ultrasonic Cavitation Machine cannot be started please 
replace the fuse on the bottom right part of the back of the 
machine(there are 2 spare fuses in the manual packing bag)
Please make sure that the machine is turned off before 
replacing the fuse!!! 

How to change the fuse
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LCD Touch Screen

40K Cavitation 
Probe Connecter

Tripolar and 
Multipolar Probe 
Connecter

On/Off

Power Plug Connecter

Fuse

Air Exhaust
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1. Pregnant women, children and elders.
2. Cardiac patient.
3. People who have been less than 3 months after surgery.
4. Cancer patient.
5. Women during menstruation.
6. People with skin diseases.
7. People with metal implanted in the body due to surgery or

other reasons.
8. Patients with the following diseases: high blood pressure,

stomach disease, diabetes, etc.

Who Can't Use It
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1.Connect the 40K Cavitation probe to the 
left, and the Tripolar probe and Multipolar 
probe to the right. Make sure to connect 
them before turning on the device.

2.Connect to power.

Use Steps

3.Press the button On/Off.

4. Press the “ENTER” in the screen..

5. Choose the headset that you want 
to use.

6. Adjust the mode(A-D);
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7. Adjust the intensity level(1-10).

8.Apply any gel to the desired body part and 
Press the “START” to begin the massage.

9.Press “PAUSE” to stop the massage.

10.Press “EXIT” to return to the 
operating headset selection page;

11.Wipe up the probe.

12.Turn off the machine.
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1.Facial skin

(1)Apply the gel or the beauty cream
on your face, then lift

the facial skin from the bottom to

the top with the tripolar radio

frequency probe. The recommended 

use time is 5 minutes.

(2)Apply the gel or the beauty cream on your face, then use the 
tripolar radio frequency probe in the direction of the arrows. The 
recommended use time is 5-8 minutes.

(3) From Mode A to D the higher the letter the faster the working 

frequency of the probe is getting, and the shorter the interval is 

becoming.

Multipolar RF Probe

- Multipolar RF: Best for removing cellulite overall. The multipolar 
head generates heat and removes toxins from the body. With the 
advanced RF technology the radio frequency reaches the deep seated 
fat cells and dissolves them which essentially eliminates cellulite and 
fat. . . 
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40K Cavitation Massage Probe

- Cavitation 40k: Best for removing fat overall. With strong 40KHZ 
sound waves this head impacts directly the fat cells and causes small 
motions that generate friction between them. This causes an effective 
consumption of calories which reduces the size of the fat cells or in 
some instances removes them completely. 
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Tripolar RF Massage Probe

- Tripolar RF: Best for the face. This head uses positive and negative 
micro current energy pulses that increase collagen and removes 
wrinkles. 
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1.Waist Area
Move in a clockwise circle around the navel 
from a small circle to a large one.

2.Buttocks
Follow the buttocks counter clock 
wise in a circular motion from 
bottom to top;

3.Thighs
A variety of massage methods to
your choice. See the image below.

4.From Mode A to D the higher the letter the faster the working 
frequency of the probe is getting, and the shorter the interval is 
becoming. it’s recommended that you use the machine for 15-20 
minutes per area.
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5.Fix the frequency
If the 40K cavitation probe doesn’t work well, please fix the 
frequency by this way:

6.Fix the probe
If the 40K cavitation probe make very loud noise, please fix the 
probe by this way:
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