
CHANGING THE ROTATION 
SPEED OF MY CHART 
RECORDER

To change the rotation speed on your recorder:

1. Unplug the recorder

2. Press and hold “3” on the membrane switch

3. Plug in the recorder (continuing to hold “3”)

4. Release “3” (no movement of the pen will 
occur)

5. Observe flashing sequence of the LED. The 
number of flashes indicates the rotation speed 
the recorder is in:

 1 Flash = 24 Hour Rotation Speed,
 2 Flashes = 7 Day Rotation

6. Press and release:
 “1” to select 24 Hour Rotation Speed; 
 “1” flash sequence will begin or

 “2” to select 7 Day Rotation Speed; 
 “2” flash sequence will begin

7. Once you have selected the desired rotation 
speed, press and release “3”  

8. Pen moves onto chart and begins recording at 
the selected speed
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