
Reconditioning

Contact your local distributor if you have any questions 

about the product and its use. See www.handicare.com for 

a complete list of distributors. Always make sure that you 

have the right version of the manual. The most recent 

editions of manuals are available for downloading from our 

website, www.handicare.com

General
Read the section in the manual under the heading “Other maintenance details” on daily care and cleaning.

See Periodic Inspection for details on annual inspection of the lift.

Consult the Service Manual when servicing the lift.

Periodic inspection and service must be performed by an authorized technician.

Regular inspection
Inspect the lift for signs of wear and damage. 

Check all four castor wheels and castor wheel locks. 

Check emergency stop function by depressing the emer-

gency stop, and then pressing either the Up or Down but-

ton. If nothing happens when the Up or Down buttons are 

pressed, the emergency stop is functioning properly. 

Grasp the handset, press the Up button and run the lift arm 

all the way up. Then, press the Down button and run the lift 

arm all the way down.

Test lift function by lifting a person (not a patient) using an 

approved sling. At the same time, check the emergency 

lowering function with someone on the lift. See section on 

Emergency Lowering in the manual. 

If the lift is functioning correctly, connect the charger and 

check to ensure that the charging lamp on the control box 

lights up. 
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