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VaryFlex Reciprocating File IFU 

Intended Use 

Endoperfection files are intended for cleaning, shaping and removal of dentin during root canal 
preparation. 

Intended User 

They are intended for use by qualified dentists and clinicians. 

Intended Patient Population 

Patients of all ages. 

Contraindications 

The instrument should not be used in cases of severe and sudden apical curvatures. 

Warnings 

The instruments contain nickel and should not be used in patients with allergies to this substance. 

The instruments are sterile and single use only. 

Used files should be disposed of in the appropriate sharps clinical waste 

Precautions 

Always check the instrument’s packaging for defects or damage. If there is suspicion that the sterility 
may have been compromised, or the instruments have been damaged, do not use the instruments. 

The directions for use must be read, understood and adhered to. Failure to do so may result in 
inadequate treatment or fracture of the instruments. 

Never take a VFR file where you haven’t already taken a size 15 K-file 

Exercise caution in the apical area and around significant curvatures. 
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VaryFlex Reciprocating Files Directions for Use 

1. Isolate the tooth using rubber dam
2. Gain access to the root canal system.
3. Scout the canals initially using a small hand file, ideally an 8 or 10 K-file.
4. Most canals can be fully shaped with a VFR 25 however if at this stage a size 20-k-file easily

passes to the EWL then a VFR 40 should be selected.
5. Using a dedicated endo motor set to 300 rpm with a CCW rotation of between 150-180

degrees and a CW of 30 degrees and torque set at 3.0 Ncm. Introduce the file into the canal
gently progressing the file apically. Adjust the access as necessary to ensure straight line
access into the coronal third of each canal. This is achieved by a gentle lateral brushing
action of the VFR file always working away from any furcation.

6. The working length should now be determined using radiographs and an electronic apex
locator.

7. Once patency has been achieved take a size 15 K-file or Endoperfection Guide file to the full
working length to achieve a suitable guide path.

8. The final shape can now be achieved using simply one VFR file gradually progressing the file
until it reaches the full working length. Every 3-4 pecks if the file hasn’t reached the full
working length, it should be removed, inspected for damage, cleaned and re-introduced.

9. Once the VFR file has reached the full working length, preparation is complete.

File Codes and Variants 

VaryFlex Recipro Flex 25mm 31mm 

VFRF Medium VFRF2525 VFRF3125 

VFRF Large VFRF2540 VFRF3140 

Symbols 

Use-by date 

Lot number 
Device identifier 

Sterilized using irradiation 

Do not use if packaging is damaged 

Consult Instruction for Use 
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Do not re-use 

Nickel Titanium 

 Endoperfection Ltd, Oakwood House, Rebecca Road, Worcester, WR8 9AW, United 
Kingdom 

 MDSS GmbH, Schiffgraben, 41, Hannover, 30175, Germany 
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