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Change #1, 65441, 134 
On page 4, add the following to the Symbols table: 

6 WARNING. Do not apply greater than 660 Volts 

Change #2, 367 

On page 24, Table 4, replace steps 4 and 6 with: 

4 1000 V 60.0 M 1 M 0.5 1.5 

6 1000 V 2.0 G 1.7 G 1.2 2.2 

 

 

 


