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Change #1, 120 

On pages 15 and 16, replace the Test rows, 137, 138, 150, 151, 187 and 188 with: 

137 UK YES NO NA 0.10 1.00 (250 V) NO NO NO 

138 UK YES 0.10 NA NO 1.00 (250 V) NO NO NO 

150 DE JA 0.30 NEIN NA 1.00 NEIN 3.50 NEIN 

151 DE JA 1.00 NEIN NA 1.00 NEIN 3.50 NEIN 

187 AU YES NO NA 1.00 1.00 (250 V) NO NO NO 

188 AU YES 1.00 NA NO 1.00 (250 V) NO NO NO 

 

On pages 15 and 16 in the German Manual, Tables 8 and 9, replace the column headings with: 
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