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Change #1 
On page 2, Table 1, replace Certification with the following: 

Certification P, ) and ; 

Change #2, 544 

On page 8, add note before step 10:  

Note 

For Products with SN 9251001 and later, step 10 of the Calibration Adjust Procedure 
is optional. Rotating the switch may reset the 705 and exit the Cal Mode. Fluke 
recommends that you do not change the switch position. For any 705 that restarts 
when switched to mA, skip step 10 of the Calibration Adjust Procedure. 

Products before SN 9251001 do require the rotation of the switch to the mA position. 
See step 10. 

  


