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Change #1, 173, 633 

On page 6, under AC Current Measurement, replace the Range with: 

Range 
45 Hz to 500 Hz 

On page 6, under DC Current Messurement, replace the Note with: 

Note: 440 mA continuous, 1 A 30 seconds maximum on, 5 minutes off 

Change #2, 668 

On page 14, replace step 11 with: 

11. Select the dc current function on the multimeter and set it to autorange range. 


