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Change #1, 651 
On page 7, under Charge the Battery section, replace step 5 
with:  

5. Connect the other end of the power cord to an ac power 
supply (see General Specifications for ac charger input). 
The LCD does not turn on while the battery charges. 

6. To download results, turn on the Tester. The LCD shows 
CHARGING. Briefly push  again to turn off the LCD.  

 Note 

You are able to download test results while the Tester 
shows CHARGING on the LCD. 


