
Test Lid

Urine Specimen Cup
Minimum Fill Line
Temperature Strip Label

ALSO INCLUDED:
   Package insert
   Security seal (if applicable) 

Procedure Card for InnoScreen   DOA Quick Cup

℃For detailed instruc�on please read the package insert. Store at 2-30    in the original sealed pouch. Do not freeze.

CUP COMPONENTS COLLECTION & TESTING PROCEDURE
Collect the specimen. Sample 
should meet the minimal level
as indicated on the cup. Check
temprature of sample within 4
minutes of collec�on. 
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Apply device lid to the specimen 
cup. Screw the lid �ghtly to 
ensure adequate seal. 

IMPORTANT: 
Device lid must be

turn AFTER lid is snug.  

results area

colour chart

ALL POSITIVE RESULTS ARE PRESUMPTIVE AND SHOULD BE CONFIRMED BY AN ALTERNATE METHOD (e.g. GC/MS)

Drug test
result area 

TM

Tilt cup on its side to ac�vate test. 
Place cup on a flat surface. 
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Read results at 5 minutes. 

minutes. 

Read adultera�on results within 
2 minutes. 5

Pink line 

Pink line (indica�ng sample progressing upwards) should appear on each 
strip within 10 seconds and moving up con�nously. If there is no pink line 
or pink line is moving up very slowly a�er 10 seconds, rotate the cup le� 
and right 90 degrees 2-3 �mes then return to its original posi�on.  

IMPORTANT: 
Rotate cup to remove air 

chamber which may stop 
sample in contact with strips.

Minimum Volume 
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