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PowerlOAax

Model:K6
Multi-function Solar Power Bank

Please read this user manual first before using it.

Warranty

POWEROAK warrants to the customer the product is brand new
and free of defect during the warranty period section below,
subject to the set forth below warranty obligation.

Warranty period

the warranty period is 12month start from the date of purchase
by customer.

Maintenance

POWEROAK will repiar/replace any faulty products during the
warranty period due to defect in workmanship or material.

Exclusions

POWEROAK 's warranty does not apply to

(1) any product is misused,abused,modified,damaged by
incorrect using method / unautorized disassemble or repair/
force majeure and other exreme abonormal conditions.

(2) can not provide the purchase proof.

How to contact us for customer service?

to obtain warranty service, please contact us by email:
service@poweroak.net.

Safety Instruction

@ Do not mix use the DC output. Check the DC voltage of your device before
using.

® Only use the attached AC adapter charger to charge the unit.

® Do not disassemble, repair or modify the unit or the battery.

@ Do not place the unit close to fire/water.

® Do not use/store/charge the unitin a bathroom or in an area exposed to
rain or moisture.

@ Do not operate the unit above the specified input voltage.

® Do not use the unitif itis not functioning correctly.

® Do not use the unit that is damaged or modified.

@ Keep the unit away from children, Do not let children use the power
supply unit.

@ Do not use the product in high temperature(above 60°C).

Specification

Capacity: 93600mAh(336.96Wh)
Input: 15-20V/3.5A

DC output: 12V/5A*2, 24V/4A

USB output: 5V/2.1A*4
Charging time: about 8H

Working temperature: 0-45C
Storage temperature: -20°C -45C
Product size: 243.5 * 230 * 66mm

Package Includes

K6 Power bank

DC to CPAP cable *4Pcs
DCto DC cable

User manual
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Product Overview

2. Ledindicator

1. Power Button

3. USB output:
5V/2.4A

4.DC output:12V/5A

5.DC output:24V/4A

6. DC output:12V/5A

7.Home charge port

8. Solar charge port

power button and Power indicator lamp

1. one press the button to turn on, long press the button to turn
off.

LED Signal Battery Percentage
LED1 LED4 1st signal lights up 0-25%
1st, 2nd signals light up 25-50%
O e~ 1st, 2nd, 3rd signals light up 50-75%
1st, 2nd, 3rd and 4th signals lightup| 75-100%
Recharging
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From wall outlet From solar panel
About 8Hrs [Charge time:Depends|

How to use the compatible solar panel?

it must meets the voltage/current:
15-20V, Max 3A, Anderson connector

Charging
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(m E.
Dreamstation/ Remsed Airsense 10/
Philip Respironics Remstar/ Resmed S9/
HDM Z1(12V)

Note:
1. The unit will turn off automatically if there is no load for 20s.
2. The unit can not charge two cpap at the same time.
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PowerOAax

Model:K6
Multi-function Solar Power Bank

Please read this user manual first before using it
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