
The mobile UV light room sterilizer is movable type with fordable lamp, including lamp arm, 

lamp arm adjustment handle, �mer, frame, etc., built-in 60W/80W ultraviolet steriliza�on 

lamp.

The steriliza�on is completed by the UVC steriliza�on lamp installed into the sterilizer. For 

shopping mall, office building, hotel, hospital and other places for the disinfec�on of air and 

surface of objects.

1. Smart models / remote control models: press the "switch / select" button and 

set the timer on the operation panel, or use the remote control.

A. Operate on the control panel: 

Press the button to start sterilization and press again to set the timer. After 

setting the timer, the corresponding indicator light starts flashing. There is around 20 

seconds delay with beep beep sound before the sterilization. Meanwhile the operator 

should leave the room and keep the door closed for better sterilization. The unit will 

begin sterilization until you hear long beep beep sound. (15/30/60 min is optional, 

press the button once is 15min, twice is 30min, triple is 60min)

B. Operation by remote control

Press the ON/OFF button and set the timer on the remote control according to 

your needs. After setting the timer, the corresponding indicator light starts flashing. 

There is around 15 seconds delay with beep beep sound before the sterilization. 

Meanwhile the operator should leave the room and keep the door closed for better 

sterilization. The unit will begin sterilization until you hear long beep beep sound. 

(15/30/60 min is optional, press the button once is 15min, twice is 30min, triple is 

60min) 

Use the remote control to switch off the unit for termination during the 

processing. 

Product Overview

Specifications Model: 

Main parameters

Normal working conditions

Matters needing attention

Package and transportation

Warranty

Thank you for your purchase. In order for your good buying experience with us, 

we will implement after-sales service on the basis of compliance with the Ministry of 

Information Industry of the General Administration of Quality Supervision, Inspection 

and Quarantine.

Each sterilizer is packed in a plastic bag and placed in an outer packaging box, 

with inspection compliance Certificate and instruction manual. Foam liner is used in 

the box to prevent collision damage during transportation.

1) Human, pet should be out of the room when sterilization is needed as 

UV light will do harm to human eyes and skin.

2) Extend the sterilization time for big area

3) Keep the lamp is clean to make sure good sterilization

4) Always keep this device out of the reach of children

1) Radiation illuminance: ≥170uw / cm

2) Lamp arm length: 580MM

3) Ground height after folding: 650mm

4) Light arm adjustment angle: 0 ° -180 °

5) Lamp tube length: U550MM

6) Applicable lamp power: 60W/80W

7) Applicable area: 10-80M²

8) The peak wavelength of ultraviolet radiation is 253.7nm  or  253.7nm+185nm 

9) Input power: 60VA(60W)/80VA(80W)

10) Safety classification: belongs to category 1 type B ordinary equipment

11) Fuse specification model: Model: RF-20Type: 5 * 20MM2A2 (each)

12) The ultraviolet sterilization lamp of the sterilizer has good starting 

characteristics.

Under 220V power supply, it will fully start up and keep ignited within 10 seconds.

13) Product size: 275 * 220 * 720MM

a) Ambient temperature: 5℃ -40℃;

b) Atmospheric pressure: 86Kpa-106Kpa;

c) No corrosive gas, flammable and explosive gas occasions;

LY L-ZXC-U

Mobile UV Light Room Sterilizer 

User Manual

Thank you for purchasing our product, please read the manual carefully and keep it 
safe before use. If you have any questions, please call our sales or after-sales 
department.

LYL-ZXC-U  Mobile UV light Room Sterilizer

Warm remind

60W 80W

110V        220V        230V        240V         50/60HZ
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Failure display     Solutions to failures

Sterilization lamp does not light

The light is not bright

The switch is on, the 

germicidal lamp is off

Installation and use method 

Control Panel

Electrical schematic diagram

Pashiyicking list

Solutions to common faults

Click to show red light, work for 15 

minutes

Press twice to show green light, work 

for 30 minutes

Press three times to display white 

light, work for 60 minutes
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1. First install the base (5) according to Figure 1, then sit the box on the base, align 

with the screw holes, use Tighten the screws after tightening.

2. Open the protective door (4), directly lift the waiting arm to the desired position, 

and install the lamp tube into the lamp Seat and rotate 90 degrees.

3. Plug in the power supply, turn on the switch (2), set the time as needed, the timing 

is within the range of 0-60min.

4. After use, press the ejector pin to retract the light arm, please hold the light arm 

and slowly put it into the light box

Put on the protection door and unplug the power supply.

Thank you for purchasing our products. In order to let you use this product with 

confidence and better protect your rights and interests, our company will implement 

after-sales service on the basis of compliance with the Ministry of Information 

Industry of the General Administration of Quality Supervision, Inspection and 

Quarantine.

Has exceeded the effective service or free maintenance period Failure to follow the 

correct instructions for use, maintenance, and storage, resulting in malfunction or 

damage Consumers open their own products Product defects caused by human 

factors (such as operational errors, bumps, improper input voltage)

This certificate is an important basis for product 

after-sales service, please keep it safe!
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[Warranty Card]

Warranty Details:

Not part of the service:

 [ Figure 1 ]

1. Check whether the fuse is burnt out or installed.

2. Replace the lamp.

3. Complete the above steps in order. If the lamp is 

still off, please contact a professional electrician for 

repair or contact the manufacturer.

4. Complete the above steps in order. If the lamp is 

still off, please contact a professional electrician for 

repair or contact the manufacturer.If the germicidal 

lamp is not on, please ask a professional electrician 

to repair it, or contact the manufacturer.
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