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Analytical Chemists; Environmental and Materials Testing
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ANALABS CO. REG NO: 1973023475 GST REG NO: M2-0017430-5
Lab No 1 AC/IMCIS032B/11
Company Name : Biocomm Private Limited
Date Received o20T20 Date Reported: 25/07/2011
Sample Description : One sample of Mouth Rinse

Date Tested: 21/07/2011 - 23/07/2011

The sample consisted of a 750mi plastic bottle of Mouth Rinse marked as shown below,

On microbislogical examination in accordance with USE 31: United States Pharmacopeia 2008, the following result was obtained:

Pearlic White : Total Aerobic Microbial Count |
g e e S {(Membrane Filtration Method) |
Flyoﬂﬂze Fil._lpndp _Mugth Rinse  (SCDA, 35°C/48 hrs), CFU/ml
B/N: PMF 0677 (750ml} Mot detected (<1)

Notes: 1) CFU - Colony Forming Units
2) 3CDA - Soybean Casein Digest Agar
3 < - lLessthan

| Phang Ken Aun Yong Tze Sin
Microbiologist Manager
ANALYTICAL/LABORATORIES (S) PTE. LTD.
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TEST REPORT: 7191013215-CHM11-04-LYP

Date: 02 AUG 2011 Tel: +65 68851346 Fax: +65 67732212

Client's Ref: AC/MC/5033B/11 Email: ¥in-Pheng LEONG@tuv-sud-pshb.sq

Mote: This repor is issued subject to TUW S00 PSB's ‘Terms and Condibons Governing Technical Sendces”
The terms and conditions gowerning the issue of this repon are set oul as altached within this repor.

SUBJECT " Choose certainty.
Add value.

Microbiclogical Analysis of Mouthrinse
LIENT

Biocomm Private Limited

53 Ubi Ave 1

#05-55 Paya Ubi Industrial Park
Singapore 4058934

AMPLE COLLECTION DATE / TEST DATI

25 Jul 2011 /25 Jul 2011

D RIPTION OF SAMPLE

1 sample of mouthrinse labelled as below;
Pearlie White Fluorinze Fluoride Mouth Rinse
B/MN: PNF 0677 (T50ml)

METHOD OF TEST

1. The United States Pharmacopeia, USP 33 (2010)

<61=> Microbiclogical Examination Of Mensterile
<62> Microbiological Examination Of Nonsterile F

Iierobial Enurneration Tests
Tests For Specified Microorganisms

2. Enumeration of Burkholderia cepacia complex was carred out using Burkholderia cepacia selective
agar and confirmed using biochemical tests.
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TEST REPORT: 7191013215-CHM11-04-LYP
02 AUG 2011

RESULT

Pearlie White Fluorinze Fluoride Mouth Rinse

bl B/N: PNF 0677 (750ml)

Total Aerobic Microbial Count, CFU/g*

(TSA, 35°C 48 hrs) Mot detected

Total Mould and Yeast Count, CFUW/g*
(SDA, 25°C 5 days) Not detected

Candida albicans, CFU/g"
(DA, 25°C 5 days) Mot detected

Detection of Staphylococcus auraus

{coagulase positive) in 1 g Mot detected

Detection of Pseudomonas aeruginosa inl g Mot detected

Burkholderia cepacia complex, CFUIg* . L i

(BCSA., 37°C 72 hrs) Not detected
Motes :

CFU : Colony Forming Unit

TSA : Tryptone Soya Agar

SDA @ Sabouraud Dextrose Agar

BCSA: Burkholderia cepacia Selective Agar
* Lowest detection level is 10 CFLKg

Remarks :

The above test results relate to the sample as received.

e

MS AW HWEE YING MRS KAM-LEONG YIN PHENG
TECHNICAL EXECUTIVE PRODUCT MANAGER
MICROBIOLOGY
CHEMICAL & MATERIALS
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TEST REPORT: 7191013215-CHM11-04-LYP
02 AUG 2011

PSR Singapore

This Reportis issued under the Toflowing conditions:

1. Resulis of the festing/calibration in the farm of a report will be issued immediately after the sarvice has been completed or terminated.

2 Unless otherwise requested. this repart shall contain only techrical results camied cutl by TUV 30D PSE. Analysis and inferpretation of the
results and professional opinion and recommendations expressed thereupon, if required, shall be clearly indicated and additional fee paid for,
fry the Client,

3. This report applies to fhe sample of the specific productiequipment given al the fime of its lasling/calibration. The results are nof used to
indicate or imply that they are applicable 1o other similar lems In addition. such results must nct be used to indicate or imply that TUV SOD
PSB approves, recommends or endorses the manufacturer, supplier or user of such product/equipment, or that TUW 50D PSE in any way
“nuarantees’ the later performance of the productiequipment. Unless alherwise stated in this reper, no tests wers conducted to determing
kang term effects of using the specific product/equipment.

4. The samplefs mentioned in fhis report isfare subm
respansdility for 1he accuracy of information on the
supglied.

5. Additional copies of the report are avaitable to the Client 2
FSB. uniess the Client has authorized TUV SUD RS

6. TOV SOD PSB may at its sole discretion add to or amend fhe conddions of the report 2t i
such additions or amendments shall be binding on the Client.

7. Al copynight in the repont shall remain with TOYV SEDE
the tests'calibrations, be granted a Bocense o use o
always that TUV SUD PSB may at its absolute discrefion bes nt

& Mathing in this report shall be inferpreted to mean tlﬁ Tl m PS%E vel%r ascerained any endorsement o marks from any ather
lesting autharity or bodies that may be found on that sample.

8. This report shall not be reproduced wholly o in parts and no reference shal be made by the mmsun PSB or to the report or results
fumished by TOW 200 PEB in any adverizements o salesprometion.

10, Unless otherwise stated, the lestswere carmed outin TV STD 258 Ple Lid, Mo.1 Sk frive Singapore 118221

March 2010

Page 3 of 3



