Furnace Nof§5: Y1-02
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Suzhou City Xiangcheng District Sterilization Station

WA ke K W #td sk (EO-Sterilization Batch Report)
Sterilization No. K #it5: 09/21

Date HH#i: 2021-09-25

Article Name | Production No |Expiration Date] Specification Remark Parameters During Sterilization Cycle Required Actual
L/EREAY S R Mg/ 25 B KETRSH WEE SEFRE
Ink Cartridge 210901 09. 2024 PRF-1215CM etc PRIME+ KB i fEChamber Temperature while Sterilization("C) »qlww S:48. m‘ E: 52.3

KBk J1Chamber Pressure while Sterilization(kPa) -30—20 |S:-27.5 E:-16.3
KB % Chamber Humidity while Sterilization(%RH) 40-80 ", 33.6-52.7
) KB Bt [A]Exposure time(min) 480 480
T E = E Pre-Vacuum Value(kPa)
hniE & /718 BE Pressure Amplitude while Humidifying(kPa)
HN¥ER{ J5 F J1Pressure Changed while Humidifying(kPa)
I [ F718 FE Pressure Amplitude while EO Injection(kPa)
INZ531 )5 K J1Pressure Changed while EO Injection(kPa) /] S:—68.1 E: -35.1
In%5 & & Weight of EO used(kg) 3.8-4.2 12
Sterilization Phase Start Time |End Time| Actual Time Sterilization Information Release
KRR Jraamtlal | digemfial | sepRm KEIER A
i # Conditioning 9: 17 13: 17 240 Normal I1E# i_ummmma & K
#IEA  Air Removal 13: 17 13: 24 7 Normal 1F# [[] Rejected 3 ik
fRERT[E]  Pressure Time 13: 24 13: 29 5 Normal IEH DJ_._N_M AN f Ww 3 0
#AEO EO Injection 13: 35 13: 50 15 Normal IE# I X L0~ PR
KHmtE]  Exposure Time 13: 50 21: 50 480 Normal I1E% Injeetor ingy \un\u, TG
#H<fE  EO Removal 21: 50 22: 16 26 Mange E
W Finishing 22: 16 | 22 48 32 : W N ikl
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