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Suzhou City Xiangcheng District Sterilization Station
AR 2 K ki s (EO-Sterilization Batch Report)

Fumnace No#i5: Y1-01 Sterilization No. K #t5: 04/23 Date H#f: 2023/4/10
Article Name | Production No |Expiration Date] Specification Remark Parameters During Sterilization Cycle Required Actual
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EC-1203RL-XT;
Ink Cartridge w23-03 03. 2028 EC-G2-1208RS EVNY K #15.Z Chamber Temperature while Sterilization(°C) 47-53  |s:47.5 E: 51.6
ete
EC-G2-0MG- 2
Ink Cartridge W23-03 03. 2028 0801RL-0. 25 OMG K [k J1Chamber Pressure while Sterilization(kPa) -30—20° | S:-27.1 E:-15.5
etc i g
‘KB & Chamber Humidity while Sterilization(%RH) 40-80 33.5-52.8
K i i 1] Exposure time(min) 480 480
THE %5 ¥ Pre-Vacuum Value(kPa)
hi& & F71% B2 Pressure Amplitude while Humidifying(kPa)
JN¥E R J5 JE J7Pressure Changed while Humidifying(kPa)
JIn%4 & 7718 B Pressure Amplitude while EO Injection(kPa)
%547 J5 i S7Pressure Changed while EO Injection(kPa) // S:-69.2 E: -35.2
finz5 & B Weight of EO used(kg) 3.8-4.2 |12
Sterilization Phase Start Time |End Time] Actual Time Sterilization Information Release
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i # Conditioning 9: 18 13: 18 240 Normal IFH E‘ Passed &
HEZ  Air Removal 13: 18 13: 25 7 Normal IE# Rejected 1H X
oy N - - D Hold F
fRIERTE]  Pressure Time 13: 25 13: 30 5 Normal 1E% P L heha 2
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#AEO EO Injection 13: 36 13: 51 15 Normal TF# 27 | 2 W(\j@?*
— . Injector iNZs# _ OperatorifE i
KHEl  Exposure Time 13: 51 21: 51 480 Normal 1F& J %\é \>/ﬁ\
¥A[HE EO Removal 21: 51 22: 17 26 EO Manger X i 2
WB S Finishing 22: 17 22: 49 32 2 3
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