
Glotech™ Collar
QUICK START GUIDE
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Charge the controller using the supplied 
cable. Insert the small end of the cable 
(USB-C) into the controller.  Insert the large 
end (USB-A) into a wall plug.

Once fully charged, the indicator light will 
be steady green. 

NOTE: The controller must be charged on 
its own (not attached to the collar) as 
this may cause damage to the battery.

The Collar will not work if plugged into the 
controller while it is charging.

Detach the controller from the charging 
cable before plugging it into your Collar. 
Your Collar is operated by the supplied 
controller, making it completely portable.
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Select and adjust your velcro strap.  

The small strap can be used to secure the 
Collar around your neck, while the large 
strap can be used in the horizontal slots to 
lower the Collar further down your chest.
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Start your treatment by pressing the 
button on the controller for 2 seconds. 

Each session is 10 minutes and your 
device will automatically shut off when the 
treatment is complete. 
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Clean your Collar after each use with a 
damp cloth or 70% diluted alcohol and 
store flat between uses.
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