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Thank you for choosing this infrared belt. It uses infrared diodes of a wavelength of 
660nm-850nm, a visible spectrum, that has mighty penetrating power. The energy 
can penetrate fat layer and thus be absorbed by the body rapidly. Moreover, it can 
permeate into body tissues, dissolve subcutaneous fat by heating, and remove 
excessive moisture and toxins from the body.

Efficacy
Perfect performance for body treatments like body detox and relief pain.
Portable design so you can use it in different situations.
Lie down infrared therapy.

Precautions on Use
1. You must use a plug with a ground pin and ensure a power socket is already 

grounded before using the product.
2. Make sure the voltage of the equipment is adaptive. If the voltage is unstable, we 

suggest users add a voltage regulator with matching power between the main 
supply and the equipment.

3. Please uniformly use specified parts provided or indicated by their original 
manufacturer to guarantee the product's curative effect and service life.

4. Do not put the equipment near a water source, in a damp place, or on a site that 
directly exposes it to sunlight.

5. Please do not place the equipment near an intense heat source since this may 
affect its service life and everyday use.

6. Please remove all metal objects from your body before treatment to shun 
unexpected situations that may affect its curative effect.

7. Please do not use the equipment on the eyes, thyroid, parathyroid, testicles, a 
pregnant woman's abdomen, a body part with a pulse generator, etc.

8. If you are suffering from an illness, you should use it with caution unless you get 
permission from a doctor.

9. Please turn off the equipment's power switch if no one uses it, and ensure the 
main power is off before the exit of related personnel to guarantee the 
equipment's safety.

10. Do not use the device with an empty stomach, and wait at least one hour after a 
full meal before starting a treatment.

11. When using this device, the parts to be treated must be kept moist.
12. When operating, the strap must be fixed onto the body first before starting the 

device and setting energy level.



13. Please use the equipment per the instructions specified in the manual.

Contraindications 
Those with the following situations should use the equipment with caution. Please 
consult a doctor or professional before operating it. The details are as follows:
1. Women in pregnancy or breastfeeding.
2. With heart disease or heart pacemakers.
3. People whose waist and abdomen have unhealed surgical wounds or are in 

surgical recovery.
4. With epilepsy, severe diabetes, or hyperthyroidism.
5. With malignant tumors, hemophilia, or severe bleeding.
6. With skin disease or infectious disease should use it with caution.
7. Who has an unrealistic illusion about the effect.

Technical Parameters

Packing List 

Note: Please ensure that the package is intact before removing all packing material 
and that all parts are complete. 

Operating Guide 
General Functions:



On/ Off

Power Level Display
Five power levels available (P1-P5); the red light will get brighter with the increase of 
power.

Power Level Setting (increase & decrease)

Time Setting (increase & decrease)

Operation for the infrared belt: 
a. Connect the power cord and fasten the infrared belt onto the abdomen and waist.
b. Parameters setting:

advised operating time: 20-30 minutes;
suggested power level: P1-P3; 

c. Remove the belt when time runs out.



Matters Needing Attention after Treatment
1. Keep warm, do not eat cold food, and avoid exposing to a windy environment 

and catching a cold.
2. Take a shower after 4 to 6 hours.
3. Drink more warm water to replenish moisture and speed up metabolism.
4. Refuse to eat and drink too much and stay up late.
5. Avoid eating raw, cold, and spicy food; have enough sleep.
6. Avoid wearing a crop top, backless clothes, a miniskirt, mini-shorts, etc.

Troubleshooting
1. The remote control does not respond.
A. Check whether the two ends of the connecting cable are tightly inserted.
B. It is damaged.

2. The belt illuminates red light but does not heat even the remote control is 
working.

A. Check whether the connecting cable of the strap is tightly connected to the jack.
B. The internal heating piece is burnt out.

3. The belt illuminates red light but does not heat. 
A. Check whether the power button is on.
B. The chip controlling lighting is damaged.
C. If the solutions mentioned above does not work, please contact the distributor 

for assistance

FAQs
1. Q: Will infrared lipolysis rebound?

A: The quantity of fat cells inside the body is fixed, increasing with age and 
turning constant after adulthood. The enlargement in fat cells' size leads to 
weight gain. Infrared lipolysis eliminates local fats and reduces fats' size. Indeed, 
the weight barely rebounds after an infrared lipolysis treatment, but it does not 
mean it will not take place for sure. Usually, the rebound will not happen if you 
keep a rational dietary structure and do not eat and drink too much daily.

2. Q: Do infrared treatments for weight loss need to keep on a diet and exercise?
A: Reducing weight with the infrared has a noticeable effect, but we cannot rely 
on it alone to achieve the goal. A rebound may occur if we do not control what 
we eat and instead eat and drink too much in a later stage after reducing our 
weight to an ideal range. Bear in mind that no such weight loss products can 
deliver permanent effects. Therefore, weight loss with the infrared is just a 
supplement. We still must be on a diet and exercise appropriately after achieving 



the target for weight loss and stopping the treatment.

After-Sales Service
A one-year guarantee is offered starting from the date of purchase. Any damages 
caused by improper use are not covered by the warranty, and the package is also not 
covered. When accessing to warranty service, you need to present the damaged 
part(s) and receipt to the store where you make the purchase.

Environment Protection
1. This product and its packaging and parts are all made of recyclable materials.
2. Please classify the waste according to the recyclable grades to make recycling 

useful materials easier.

Waste Disposal
This product is an electronic product. If the product is thrown into a trash can directly, 
it may cause harm to the environment. Please dispose of it following local laws and 
regulations.

Names of the Hazardous Substances and Their Contents
Hazardous SubstanceComponen

t Pb Hg Cd Cr(VI) PBB PBDE
ABS Shell

PCBA
Electronic 
Element
Winding 

Spare Parts
Others

This table is compiled per requirements in SJ/T 11364.
O: the content of hazardous substances contained in the component is below the 
upper limit specified in GB/T 26572.
X: the content of hazardous substances contained in a homogeneous material of the 
component is above the upper limit specified in GB/T 26572. Pb, Hg, Cd, and Cr(VI) 
are heavy metals and other chemical compounds.

The Environment Friendly Use Period (EFUP) of a product labeled with this 

mark is ten years. Under normal conditions, hazardous substances or elements shall 
not leak out or mutate within the EFUP. And the product shall not severely pollute the 



environment or cause severe damage to the human body or property. The product 
shall be treated per national laws and regulations when it exceeds the EFUP. 

Certificate of Quality
Product Name: Infrared Belt
Product Model: LT-OL712
Production Date:
QC:
Shenzhen Jimei Medical Equipment Co., Ltd

Warranty Card
Product Name:
Product Model:
Date of Purchase:
Customer Name:
Address:
Telephone:
Distributor:
Order No.:
Fault Description:
(Please fill in the information above for repair. This product is provided with a one-
year guarantee.)

Contact Us
Manufacturer: Shenzhen Jimei Medical Equipment Co., Ltd
Address of Manufacturing Site: 101 Building A1, Zedali Industrial Park, 26 Jian'an Road, 
Tangwei Community, Fuhai Subdistrict, Bao'an District, Shenzhen, China
Telephone: +86-133 1646 7600
Store Website: www.amazon.com/unoisetion


