
	

Item #: ITS-10 & ITS-20 

Instructions for Use: 

i. Spike bag(s). 
ii. Insert silicone tubing into pump head. 
iii. Close pump head down onto tubing. 
iv. Attach instrument to tubing. 
v. To prime tubing; start pump to activate rollers.  
vi. Allow machine to run until fluid flows from end of instrument.  


