
Area Percent Report

Sorted By: Signal
Multiplier: 1.0000
Dilution: 1.0000
Do not use Multiplier & Dilution Factor with ISTDs                                                                                         

Acq. Operator: SYSTEM                                                                                               Seq. Line: 4
Acq. Instrument: Biotex                                                                                              Location: 1
Injection Date: 03-Jul-23 12:41:53 PM                                                                 Inj: 4
                                                                                                                                              Inj Volume: 20.000 μl

212 N Jefferson Unit 12A Ava, Mo 65608, USA / Phone: 1-573-465-0612 

Signal 1: VWDI A, Wavelength=220 nm

Peak # Real Time (min.) Width (min.) Area (mAU’s) Height (mAU’s) Area#

1 0.989BV 0.0566 680.64734 168.38.066 6.3255

2 1.285 VV R 0.0702 342.79233 68.68002 3.1857

3 1.690 VB 0.1320 252.77036 25.04047 2.3491

4 3.596 VB 0.0817 239.36929 44.46708 2.2245

5 8.821 BV R 0.5304 1338.89575 34.13400 12.4428

6 13.356 BB 0.2219 7062.559759 479.84702 65.6349

7 15.163 BV 0.3749 765.52124 28.73005 7.1143

Totals 1.07604e4 855.36059


