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1. Overview

Thank you for purchasing our product. We are excited 
for you to use the Neuradiant 1070 and Neuradiant 1070 
PLUS. What makes our device unique is the use of 1070 
nm near infrared light that also offers users independent 
control of the four brain quadrants (front, back, left, 
right).

Research [1] [1] shows that photobiomodulation (PBM), i.e., 
the therapeutic use of light on the body, confers a wide 
range of health promoting effects, including enhancing 
cellular energy production, enabling increased oxygen 
circulation in the brain, and enhancing production of 
neuroprotective proteins and growth factors. 

Neuronic created a strategic alliance with Quietmind 
Foundation (QMF) [2] [2], a USA-based charitable nonprofit 
research and consultation organization, that has spent 
over 20 years conducting applied clinical research 
involving the use of neurofeedback, neuromodulation 
therapies including pulsed transcranial PBM. The 
goal of the collaboration with QMF is to advance the 
development of an integrated PBM-Neurofeedback 
device.

Marvin H. Berman, Ph.D
Co-Founder, Research & Consultation
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2. Getting Started

Packing List & Accessories

Set up

Remove the helmet and 
components from the case. 
Place one velcro to the inside 
of the helmet (see diagram). 
Apply the sponges or foam 
headpiece onto the velcro so 
the unit is stable and does not 
create any sense of pressure 
during use. Do not place any 
velcro on the clear plastic of 
the inside of the helmet. 

Fitting Guide

Sponges Foam 
Headpiece

Velcro

1

Bottom View

Controller

Velcro

Connection Cables

Protective bag 

Helmet

Foam Headpiece

Power Adapters

Fixation Sponges
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After connecting the cables, 
you can turn on the device via 
the button on the top right.

Connect the helmet with 
the controller, connect the 
controller with the power 
adapter.

Turn on the Device

2

3. Our Product
The Neuradiant 1070 was designed for both clinic-based 
and at-home use by offering standard, pre-set programs 
that can be used in a clinical or home-based setting. 

Users wishing to use the Neuradiant with a specific 
condition are strongly advised to order the Neurdiant 
1070 PLUS  model, which includes access to the 4 
quadrant feature and 3 months of expert consultation. 
Please refer to chapter 5 (page 12) to learn more 
about our clinical consultation service. Customers who 
purchase the Neuradiant 1070 PLUS are provided a code 
(see page 10) to access the 4 quadrant feature and an 
email with detailed instructions on how to arrange your 
90-day personalized consultation.

Adapter

Users who purchase the Neuradiant 1070 PLUS through a 
third party instead of Neuronic’s official website, will not have 
consultation directly with Neuronic. Consultation should be 
arranged with the third-party provider.

If you wish to buy consultation with Neuronic, please contact 
us at consultation@neuronic.online
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4. Programs
We offer four standardized light stimulation protocols: 
Peace, Focus, Energize, and Glow. The four programs 
are designed to promote unique physical and mental 
states. We recommend using no more than one preset 
program a day for the first two weeks and at most, twice 
a day thereafter. It is recommended you drink a glass of 
water before use to ensure you are well hydrated before 
starting a light stimulation protocol. 

We advise that you seek a personal consultation with 
a Neuronic consultant if you are not experiencing the 
results you expected. 

Time
The amount of time the program will run 
from start to finish. The unit will make a 
beep at the start and end of the chosen 
program. The maximum time for a 
program is 30 minutes.

Pulse Rate
The pulse rate is the frequency that the 
light flashes every second. At 10Hz the light 
will flash 10 times per second, similarly at 
40Hz it will flash 40 times per second. The 
maximum pulse rate is 9999 Hz.

Intensity
This reflects the duty cycle of the light or 
the amount of time in which the light will 
be on for every pulse. For example, if the 
light pulses at an intensity of 25% once a 
second, it means that the light will remain 
on for only 0.25 seconds. With full intensity 
of 100%, no pulse rate can be set.

Each program is unique and made up of three main 
inputs: time, pulse rate, and intensity which are outlined 
below.

Program Inputs
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Understanding the default Programs

Each default protocol is 
designed using different 
settings. After running the 
protocol, we recommend 
turning off the device and 
noting your reactions. 
Increase session duration 
by no more than 2 minutes a 
day. Up to a maximum of 20 
minutes twice daily.

Peace
This program uses a 10 Hz pulse rate that is associated 
with alpha brain activity and fostering a relaxed state 
of consciousness. The light intensity is low so that you 
can enjoy a longer exposure time of 9 minutes. This 
program can be used with meditation activities or other 
integrative mind-body awareness practices to further 
calm your central nervous system. Note: this is the only 
preset protocol that should be used after sundown.

Time

Pulse Rate

9 min

10 Hz

Intensity 25%

Focus
The Focus program uses a 40Hz pulse rate associated 
with gamma brain waves. Gamma brain waves have 
been shown to improve cognitive functioning, including 
short-term memory, reaction time, mental flexibility, and 
positive neurophysiological effects. The recommended 
duration is 6 minutes. We suggest starting with 3 minutes, 
pausing for 5-10 minutes, to notice how your response 
before continuing with the second 3-minute session

Program Descriptions
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Time

Pulse Rate

3 min

20 Hz

Intensity 75%

Energize
The Energize program boosts cortical blood flow, giving 
more oxygen to the brain. The 20 Hz Beta brain waves 
help to increase attention and clarity. This pulse rate is 
also associated with increased adenosine triphosphate 
(ATP) production. The duration of this program is slightly 
shorter as the intensity is higher, giving you a short burst 
of energy. 

Glow
Encourages renewal and revitalization of cellular health, 
increasing blood flow and aiding removal of waste 
products. This program can be used for supporting 
general brain wellness, and for recovery after a period 
of ill health. This protocol also has cosmetic and 
dermatological applications as it improves the blood 
flow to the skin by stimulating elastin that improves skin 
appearance and enhancing blood flow to the scalp, thus 
promoting hair growth and healthy radiant skin. This 
protocol does not use pulsing as the intensity is set to 
100%. 

Time

Pulse Rate

10 min

- Hz

Intensity 100%

Time

Pulse Rate

6 min

40 Hz

Intensity 50%
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Custom Program
These are individualized protocols developed in 
consultation with a qualified clinician. Each protocol is 
customized to efficiently achieve your personal wellness 
goals. 

Clinical Protocols & 4 Quadrant Functionality

There is growing recognition in the neuroscience 
community regarding the role of brain networks as 
being a primary driver in overall brain performance. 
Efficient communication among and between brain 
networks is a principal focus in developing effective 
digital neurotherapeutic (DN) applications. Neuronic 
is contributing to the advancement of DN applications 
with the introduction of the Neuradiant 1070 PLUS 
with 4 quadrant capability, by providing independently 
programmable pulse frequency, intensity, and duration 
to four key brain quadrants (front, back, left, right) and 
thereby allowing users to define specific regions for 
customized stimulation protocols.

The Neuradiant 1070 PLUS device comes with the added 
optionality to control each quadrant of the helmet to 
target specific brain areas as described above. The 
Neuradiant 1070 PLUS device also comes with 3 months 
of consultation. You can read more on the clinical 
consultation details in the following section.

Time

Pulse Rate

- min

- Hz

Intensity - %

Clinical Protocol Passcode:

Note: Only available with 4 quadrant device.
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The image below is the control settings for the 4 quadrant 
feature and should only be used under the guidance of a 
qualified clinician.

The Clinical Protocols section allows access to the 4 
quadrant feature on the device. This is only accessible to 
those who purchased the 3 month consultation package. 
If you have bought the Neuradiant 1070 and wish to 
upgrade to the PLUS device, please contact Neuronic at 
team@ neuronic.online 
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In order to optimize the benefit for each user, we offer 
a personalized consultation service (Neuradiant 1070 
PLUS package). The consultation package with Neuronic 
includes six (6) 30-minute sessions with a clinician who 
can provide custom light-stimulation protocols for 
your specific needs and goals. The six sessions must be 
completed in a 90-day time window after delivery of the 
device.

The consultation process has 3 basic components: 
assessment, protocol design, and progress measurement, 
as well as continuous protocol refinement. Each 
individual has their own case history, resources, and 
expectations. Therefore, the goal of the consultation 
is to understand and incorporate those factors into the 
Neuradiant 1070 protocol(s) the client will be using. 

The initial consultation will include a thorough review of 
the personal history and intake forms the user will have 
previously submitted to Neuronic. The review of these 
materials and understanding of client goals will aid the 
consultant to develop the PBM  protocol design, and to 
establish ‘real world’ metrics for evaluating progress. 
Users will be instructed on the safe and efficient use of 
the Neuradiant 1070 and how to modify any stimulation 
protocol. 

In order to best benefit from clinical consultation, we 
recommend our clients to obtain a quantitative EEG 
(QEEG) recording before starting consultation so the 
consultant can design a specific PBM protocol based on 
QEEG data, medical history, and the client’s goals. 

Upon purchase of the Neuradiant 1070 PLUS, you will 
receive a confirmation email with detailed instructions 
on how to prepare for consultation and book your first 
appointment. If you do not receive said email upon 
helmet delivery, please contact us at consultation@
neuronic.online as soon as possible.

5. Clinical Consultation
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What does the red light (4 red LEDs) I see inside the 
Neuradiant 1070 device mean?

Near-infrared light is invisible to the human eye, so you 
will not be able to see application of the PBM protocols 
in the helmet. In addition to the 1070 nm LED panels, our 
device includes 4 separate red lights that shine when the 
protocols are on. This visible red light does not represent 
the PBM protocols, and therefore, you will not see any 
pulsing or changes in light intensity during the PBM 
protocol.

Please refrain from looking at the LED panels directly. 

How often should I use the Neuradiant 1070? 

We usually recommend to use the device once or twice 
a day, and at least 5 times per week once or twice a day, 
but at least 5 times per week. The optimal use frequency 
may vary from individual to individual based on the age, 
medical history, and lifestyle.

What happens if I use the Neuradiant 1070 protocols 
more than the recommended doses? 

PBM  demonstrates a dose-response curve which means 
that there is a ‘sweet spot’ wherein the stimulation has 
the most positive impact on our cells and tissues. Too 
little stimulation provides little benefit, and too much 
stimulation can cause a diminishment of response. 

PBM exhibits a biphasic response, so using the device 
too much may cancel out the benefits. Please make 
sure to follow the instruction guide or the advice of your 
Neuronic clinician.

 

6. Frequently Asked Questions
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What can I do when completing a Neuradiant 1070 PBM 
protocol? 

When using the device, we recommend sitting down and 
staying calm. You can use this time to meditate, watch a 
show, read a book, draw, write, or just relax. 

We recommend not doing any strenuous physical activity 
during a PBM protocol.

What are the differences between our two devices? 

The Neuradiant 1070 device offers the user set programs 
and customizable settings if the user wishes to change 
the pulse rate, intensity and duration of time the device 
runs. The Neuradiant 1070 4 Quadrant device comes 
with the added optionality to control the 4 quadrants of 
the brain to target specific brain areas. Our 4 quadrant 
device also comes with 3 months of consultation, which 
includes a detailed questionnaire to understand the 
medical background of a patient, multiple zoom calls 
and assessments and recommended settings and on-
going consultation with the device. To get most out of 
the consultation, we suggest getting an EEG done for the 
consultation.

Is the Neuradiant 1070 FDA approved?

Red light therapy devices have been FDA approved for an 
expanding range of purposes including wound healing. 
PBM has been proven to be safe and effective and are 
categorized as “non-significant risk devices” by the FDA. 
However, the application of PBM for brain health has not 
yet been approved by the FDA – we are currently working 
with the FDA and submitting relevant research to obtain 
medical device clearance. 
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Can the Neuradiant 1070 be used if the person has 
cancer? 

There is limited data at this stage to make a conclusive 
recommendation. So the current advice is to not use red 
light therapy when there is a tumor present.

More questions? 

Visit our website or contact us at team@neuronic.online

If you have questions related to our consultation 
service, contact us at consultation@neuronic.online
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• More is not necessarily better. We’ve seen many 
instances wherein the best results come after 
relatively small amounts of stimulation, especially 
when it is delivered with the right pulse frequency 
and intensity. 

• Indications that you have had too much light 
stimulation can occur during or shortly after (30 
seconds to 10 minutes) completing a protocol and 
include: dizziness, headache, fatigue, irritability, 
agitation and congestion. Symptoms can also 
appear after a few hours. If you know you are 
particularly sensitive to energetic or pharmaceutical 
stimulation in general, then we suggest that you use 
the device for up to one minute initially and build 
up usage gradually. If symptoms persist, consult 
your healthcare professional and contact Neuronic 
for additional support. 

Photobiomodulation demonstrates a dose-response 
curve which means that there is a ‘sweet spot’ wherein 
the stimulation has the most positive impact on our cells 
and tissues. Too little stimulation provides little benefit, 
and too much stimulation can cause a diminishment of 
response.

We therefore strongly suggest that users accept two 
basic principles: 

7. Safety Guidelines
General Guidelines

Please only use the adapter and transformer provided 
by the manufacturer to ensure the normal operation of 
the device. The company is not responsible for product 
failure caused by self-assembly or disassembly of the 
product. Please discontinue using the device if wet or 
there is visible damage to the helmet, adapter or cables, 
this includes usage in conditions of high humidity or 
temperature. Please unplug the device when not in use.

Our company does not bear any responsibility for the 
damage or any accidents caused by improper use. 

Helmet & Adapter Use Precautions
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8. Service Guarantee

Neuronic offers an 80% refund exclusive of consultation 
fee, that is valid for 3 months from the time of purchase. 
The unit must be in original packaging including all 
accessories, case and box. Additionally, the unit must be 
in good condition without signs of major wear and tear. 

A 12-month warranty covers all products sold in the USA, 
the EU, and the rest of the world. Please read the general 
terms and conditions on our website.

9. Disclaimers
Neuronic devices are not medical devices under any 
jurisdiction and are not intended to diagnose, treat, cure 
or prevent any disease. These statements have not been 
evaluated by the Food and Drug Administration. 

Our company cannot guarantee the same effects on each 
individual or the effectiveness of our device. There are 
no known side effects of using our device. We advise you 
to consult a medical professional and conduct your own 
independent research before purchasing our device. 

The information presented on the website, in emails 
or any other communication materials is neither a 
substitute for nor an alternative to the advice of a 
licensed healthcare practitioner. 

The focus of our consultation(s) is on the safe and 
effective use of the Neuradiant 1070 PBM  device and 
is not to be considered medical advice, nor is it in any 
way to be considered a replacement for consultation 
with your current medical or other qualified healthcare 
providers.
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Product Parameters

10. Appendix
[1] Treatment of Neurodegeneration: 
Integrating Photobiomodulation and 
Neurofeedback in Alzheimer’s Dementia and 
Parkinson’s 
by Marvin H. Berman and Trent W Nichols

[2] Therapeutic Effects of Near Infrared Light 
Stimulation on Cognitive and Behaviour 
Symptoms of Dementia 
by Marvin H. Berman, Damir Nizamutdinov, 
Xiaoming Qi, Jason Huang and Gordon 
Dougal.

Model: Neuradiant 1.1
Wavelength: 1070 nm ± 50 nm (spectrum, peak at 1070nm)
Led quantity: 256 pcs
LED power: 60 mW/pcs : LED rated power 200mw
Angel of lens: 30°
Optical power: 20 - 40 mw/cm²
Irradiance area: 560 cm²
Output power: 16 W
Frequency Setting: 0-9999 Hz
Input Voltage: 100-240 V, 50/60 hz
Dimensions of Controller: 216*148*35 mm
Weight of Controller: 860 g
Dimensions of Helmet: 290*220*150 mm
Weight of Helmet: 560 g
Head Circumference: Adjustable for all adult head seizes
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About Neuronic
Neuronic was founded with a singular focus: to keep the 
brain capacity in all stages of life high. Clinical research 
has shown that near-infrared light positively impacts 
memory, movement and mood stability. Neuronic 
develops devices that send out near-infrared light.

We have set ourselves the goal to enhance and monitor 
the most important organ - the brain. We are turning 
the newest research into smart medtech devices of the 
future. We believe in a world without barriers - both 
within science and our minds.

Neuronic devotes 100% of profits to advancing the 
science and development of photobiomodulation 
through an ongoing program of basic science and 
applied clinical trials.

Contact Us
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