Test Report Report No.: GZAFN19020025515021 Date: Apr 08 2019

Client name: Shenzhen UVLED Optical Technology Co., Ltd

Client address: 802Room,BF/1B, Techno Industrial Park, Guangming MNew District,
Shenzhen

Sample name: UVC LED Handled Sterilizer(SZ0Q20-X5BAT )

Sample Batch No.: f

Praduct Date: f

Manufacturer: !

Sample other information:  /

Above sample(s) was/were submitted and certified by the client, SGS quoted the information
with no responsibility as to the accuracy, adequacy and/or completeness.

5G5S Sample No. GZAFN13020025518.003
SGS reference No. !

Date of sample received: ~ Feb. 26, 2019

Testing period: Feb. 26, 2019 ~ Apr. 08, 2019

TEST(S) REQUESTED:
Selected tesi(s) as requested by the applicant

TEST METHOD(S):
Please refer to next page(s)

TEST RESULT(S):
Flease refer to next page(s)

This test report has been drafted in English and maybe translated into other languages, The
English version shall prevail.

kechnical Services Co., Ltd. Gua ngzhou Branch

This test report refers only to items tested. This document cannot be used tor publicity,
without prior written approval of the SGS.
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Test Report

Report No.: GZAFN1902002551S021

TEST RESULT(S):
Sterilization efficacy evaluation
Test Method: With reference to Technical standard for disinfection (2002) Ministry of health of the

peopie’s republic of China, 2.1.5.5

Test Organism(s): Escherichia coli 8099

Date: Apr 08 2019

| Concentration Positive Treated - =
Test organism | of bacteria J :\:ts control A sample B K"\I,'anl?] ;09 K'"'?,Z)'ate
(cfu/mL) {cfu/piece) (cfu/piece)
1.0x108 4s 8.8x105 6.5x102 3.13 99.92
a; Esc"gg‘g;'a colf | 41 ox10® 4s 8.5x10° 6.5x102 3.12 99.92
1.0x10% 4s B8.5x105 6.5x102 3.12 : 99.92 '
Remark:

1.Killing rate= ((A-B)/A)*100%.

2.The test distance was 1cm.

3.The sterilization is carried out in accordance wi th the instruction of product.
SAMPLE DESCRIPTION: Equipment

Photo Appendix

SGS authenticate the pheto on original report only
*** End of Report ***
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Test Report Report No.: GZAFN19020025515018 Date: Apr 08 2019

Client name: Shenzhen UVLED Optical Technology Go., Ltd

Client address: B02Room,8F/1B, Techno Industrial Park, Guangming New District,
Shenzhan

Sample name: UVC LED Handled Sterilizer(SZQ20-X5BAT )

Sample Batch Mao.: !

Product Date: /

Manufacturer: )

Sample other information:  /

Above sample(s) was/were submitted and certified by the client, SGS quoted the information
with no responsibility as to the accuracy, adequacy and/or completeness.

8GS Sample No. GZAFN19020025515.003
SGS reference No. !

Date of sample received:  Feb. 26, 2019

Testing period: Feb. 28, 2019 ~ Apr. 08, 2019

TEST(S) REQUESTED:
Selected test(s) as requested by the applicant

TEST METHOD{S):
Please refer to next page(s)

TEST RESULT(S):
Please refer 10 next page(s)

This test report has been drafted in Er;_g]ish and maybe translated into other languages, The
English version shall prevail.

This test report refers only to items tested. This document cannot be used for publicity,
without prior written approval of the SGS.

Page 1 of 2 RAND: 2835914

risnn oliveowive agueesd i R, This Tomanent 1 oeung By tiy '.‘..m.a-w wmnel b e Wal {.‘awnm; .M mm. o
wvpriaal, I“W*ﬂiﬁ*ﬁ‘:&‘ fpmust ar frovomibie wl %’u& srtd-Canudions, :Fwﬂm

d Tt S DReniions 8 ERectmeic il "‘-. | ﬁ;‘:pgg W# \gl?g
Alpeliae 2 o o B Smdabon of Babiity, Pm..m?! Uixians defnes i G
g Pt mfwmamwm Agrear o FRcty 1 p(is 5 @t the Twe gf B dng mpa ang wihan Me YTl @4
Cheeds inatipotong, I sy, Tive Coe % %dla ;es w M Afd T daduion] Skl M Mm g o &
sansaciinn fam armsiaing alt il sphie ang e sransacing documents. TRt m ol B Mebaodntnd
enbpd e B, withewd prior wriltas spprov of T A Jm-;- L T i Msamw o I SRean af

appmarance of this sotament is uniaswtil amd o 5 Ay e o thit Thifast avine wm Lindpak olbarains rhabed e
= ﬁWWmﬁ"Sﬁﬂi m.mn ﬁumﬂgwﬂuuwgmmmf
B £

LT A pORI SUMANE B omr UL e DM CRIMG S0 00 Sitopatue et AR SRR e

mmmmmmwmmwmm A0 -5 CHES | (- PRENIRET wew SHITRD LOMLON
*H -i‘ﬂi -smsx*mmemmmt am  SeET tm %-3‘ B«EM !MW * mm

Member of the 8GR Gmun ISGE8A)




Test Report

TEST RESULT(

Report No.: GZAFN1902002551S019 Date: Apr 08 2019
S):

Sterilization efficacy evaluation

Test Method: With reference to Technical standard f or disinfection (2002) Ministry of healith of the
people’s republic of China, 2.1.5.5

Test Organism(s): Staphylococcus aureus ATCC 6538

[ Concentration Positive Treated | - 21
Test organism [ of bacteria tiTme:; control A sample B J K"\],':'géog K'"'?;,’)'ate
{cfu/mL) (cfulpiece) (cfulpiece) |
f 1
1.1x10¢ 4s 5.5x105 4.9%102 il 3.05 99.91
Staphylococcus
aureus 1.1x108 4s 5.0x105 5.0x10? 3.00 99.90
ATCCB538
1.0x102 4s L 5.3x10°% 5.0x10?2 3.02 99.91 !
Remark:

1.Killing rate= ((A-B)/A)*100%.
2.The test distance was 1cm.
3.The sterilization is carried out in accordance wi th the instruction of product.

SAMPLE DESCRIPTION: Equipment

Photo Appendix

SGS authenticate the photo on orig

inal report only
*** End of Report ***
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Specifications

GTIN

Product Name

06970321203632

59S X5 UV Light Sanitizing
Wand

Shenzhen UVLED Optical

Manufacturer
Technology Co., Ltd.
Wholly Owned Shenzhen UV Guard
Subsidiary Technology Co., Ltd.
Model X5
Color White
Brand 595
LED QTY 20
LEDs Lifetime 10000h
Power W
LED wavelength 260-280nm

Charging Interface Micro USB
Rate Input: SW=1A
Battery Nominal

: 2500mAH
Capacity
Product Dimensions

1625 x 1.5 x 10 inches

(Lxw xH)
Packaging
Dimensions (Lx W x6.90 x 273 x 11.12 inches
H)
EPA Establishment
MNo.
*based on independent laboratory testing by 5G5S
Test Report No. GZAFNIS020025515018 & GZAFNIZ020025515021

25175-CHN-1

Do not direct UV light toward eyes or skin. Not intended for use by children 12 years of age of younger.
EPA Establishment Mo, 95175-CHN-1



