CERTIFICATE OF ANALYSIS

Customer:

Sample Description:

D9 Infused Gummies 25mg

Unit Weight: 8.5031g / Gummy

ACCURATE

TESTYLAB

Batch #: D9LR0523X
Laboratory Number:ATL-15923

Report Issue Date: 10/13/2023
Order Date: 10/10/2023

Analysis Date: 10/11/2023

Extraction Technician: LL
Analytical Chemist: LL

Aun 2,

Laboratory Manager

CANNABINOID PROFILE - BASIC

Analyte LOQ Resuits %
(mg/g) mg/gummy

CBDV-A <0.011 N/D N/D
CBDV <0.011 N/D N/D
CBD-A <0.008 N/D N/D
CBG-A <0.008 N/D N/D
CBG <0.007 N/D N/D
CBD <0.008 N/D N/D
THCV =0.008 N/D N/D

Max Active THC

Max Active CBD

Analyte !:n";ﬁ E:;;r::s Jo
D8-THCV  <0.004 N/D N/D
THCV-A  <0.005 N/D N/D
CBN <0.011 N/D N/D
D9-THC  <0.014 25424  0.299
D8-THC <0.005 N/D N/D
95-D10-THC <0.005 N/D N/D
9R-D10-THC <0.002 N/D N/D

mg/gummy Yo Total Active
25.42 0.30 Cannabinoids
mg/gumimy % Total
N/D N/D Cannabinoids

LOQ Results "
Analyte o /o
CBC <0.009 N/D N/D
CBC-A <0.005 N/D N/D
THC-A <0.005 N/D N/D
mg/gummy Y%
25.42 0.30
mg/gummy Yo
25.42 0.30

NOTES

Cannabidearinic AcidiCBOVA) Cannabidvarin{CBDOVY Cannabidiolic Acidi CBDA) C-.'I.III'I.||:r-c]|'r1:-|-.l.. Aok CBGA) E.tl'll'l.'ﬂ:-k.]l'rl.'.lHCH{_:I Cannabidiol CBD)
T1'!r.|Irl,'-:Jrl:'l-c..'#'ll'l..!l.h'-'.'ll i THCW) T1"!r.||r:|.'-:]r-::|-c annabivarinic Ackk THCVAY Cannabinol{C H-H: Dl -5- Te'tr.:f|'!ldr|.‘.H...!I'lr't.ll.l.llle-l.‘.lﬂ'ﬁﬂ--THﬂ: l'h-|'..1-.'==-'=|-'.r.\l1.;,-cjm: annabinol(D8-THC)
35-Dwelta-10- Telrahydrocannabingl(35-010-THC) SR -Delia-10-Tetrahydrocannabinal(8R-D10-THC) Cannabichromens{CBL) Cannabichromenic AckiCBCA)
Tetrahydrocannabinolic Acid{THCA]

Document ID: ATL-225 Revision: 05 Effective Date: 1005372023

Reporting Limits will vary based on samphk extraction weight used for the analysis. Accurate Test Lab, LLC wutilizes based upon traceabls Reference Standards and Certified Referonce Material
to calibrate analytical instruments along with proven analytical methods. The methods are applied in the most ethical manner following good laboratory practice guidelines
Tha results of this repor are based solaly on the sampls submitted and cannot be reproeduced. Results only apply to samples within COA a8 received
Cortihcate of Analysis shall not be eproduce axcept in full withoul approval of Accurate Test Lab, LLC
ND: Not Detected LOG: Limit of guantification
Analysis Method: ATLLCM-001. Accurate Test Lab estimated expanded uncertainty is 13% as per in VALIDATION AND VERIFICATION OF ATL-LCM-D01 (A TL-S00A)

954) 515 - 0200
Accurate Test Lab, LLC 222 2960 SW 23rd Terrace, Suite 104, Fort Lauderdale, FL 33312, USA 222> \ (o)

info@accuratetestiab.com




