
1. Please shut off and turn on your InBody720 and place 3‐5 pages of blank paper into the 
printer that is connected to the InBody720. 
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2. Press SETUP button when the warming  progress graph reaches around 6‐10%
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3. Under Calibration & Test mode please press PRINT for QC Print.
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4. Please press PRINT button for printing QC Print.
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4. QC report sample
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