
 

 

 

 

 

 

Ultraviolet Disinfection Lamp 

Product Instruction: 

UV disinfection lamp is suitable for sterilize, disinfection, remove mites, air purification 

and formaldehyde removal in 100m² space. 

 

It mainly acts on the DNA of microorganisms, destroying the structure of DNA, making it 

lose the function of reproduction and self-replication. 

 

Ultraviolet bactericidal lamps are used to kill bacterial propagules, spores, mycobacteria, 

corona viruses, fungi, rickettsiae and chlamydia, etc. UV germicidal lamps can be used 

on the surface, water and air of anti-contaminated objects disinfection. Disinfection rate 

reach 99% -99.9%. 

 

Special Reminder: 

1. Don't look directly at the ultraviolet light source. It should be used without people, pets 

or plants. Ultraviolet radiation may cause skin erythematic, conjunctiva irritation and 

fatigue. 

2. Long-term exposure to ultraviolet rays will burn people's skin and eyes, and long-term 

inhalation of ozone will harm people. For disinfection, doors and windows must be 

closed, and people and animals must leave. 

3. Ozone is a very unstable gas, which usually decomposes into oxygen in the air for 

30-40 minutes. After the lamp is turned on, please do not approach it. People / animals 

leave the disinfection space. Ventilate the ozone lamp for 40 minutes after disinfection. 

 

Thank you for buying our products. 

Please read this instruction carefully and keep it properly before using it for reference. 

 

Product Parameters: 

Product Name: Ultraviolet Disinfection Lamp 

Rated power: 150W 

Rated voltage: 110V/220V 

Timing Mode: Time panel control 

Warranty: 1 year 

Application area：100m² 

 

 

Usage: 

1. Plug the power plug into the socket. 

2. Turn on the time panel, the lamp will automatically light up after 15 seconds and start 

to work. 

3. People and animals must leave the disinfection space during disinfection to avoid 

discomfort 

4. After the disinfection is completed according to the selected time, the UV lamp will 

automatically turn off and return to the shutdown state. 

5.If it is a germicidal lamp with ozone, after disinfection, the disinfection room needs to b

e ventilated for more than 40 minutes before entering the room. 

 


