
Step 1: Prepare the medication port by removing  
aluminum foil.

Step 2:  Puncture the resealable medication port by 
using a 19 to 22 gauge needle and inject additive(s).

Step 3: Mix thoroughly when additives have  
been introduced.

Step 4:  The medication port may be swabbed with dis-
infection agent (e.g., iso-propanol or chlorhexidine) before 
re-puncturing.

Step 5: Inspect emulsion bag visually for particulates or 
separation of the emulsion. Discard the bag if any particulates 
or discoloration are observed.
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