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TISSU-TRANS® Syringe-Fill® 360cc
Sterile Fat Collection directly into six 60cc Syringes 

3-TT-SFILL 360 

 Sterile Items Included: 

 Sterile Tissu-Trans®  Syringe-Fill assembled with six 60cc syringes and plungers
(Monoject)

 Harvest Tubing 6’ (medical grade, yellow stripe) 

Standard Items Also Needed: 

 Tall canister stand with universal bracket

 Sterile mayo-stand drape or equivalent to cover canister stand

 Standard waste suction tubing and waste canister system

 Suction source (set at approx. 15” Hg. (380mm) or 50% power)

 60cc Syringe Rack with six syringe capacity

 3mm Harvest Cannula

2. Product is ready for use. Do not open canister or lid until harvest is complete.
3. OPEN port on Syringe-Fill lid must remain uncapped to ensure proper airflow.

4. Be certain that the tissue is well hydrated, as in superwet tumescent anesthesia.

5. Must use a standard waste canister between the Syringe-Fill and suction machine.

6. Recommended to use a 3mm Harvest Cannula.

7. Recommended to use the medical grade tubing provided to assure non-toxic pathway.

8. Do not use if sterile pouch is torn or punctured.

9. If Filtron does not hold a vacuum, use a new device and call Shippert Medical Customer Service
(800) 888-8663.

Instructions 

1. Remove sterile components and place on sterile surface.  Remove and discard protective packaging.

2. Drape canister stand with sterile Mayo stand cover (or equivalent). Plastic type works best.

3. Secure Tissu-Trans® Syringe-Fill to canister stand by inserting mounting bracket on canister into universal slots

on stand- being careful to maintain sterility.

 A 4. Connect standard sterile suction tubing to the VAC port on the Syringe-Fill lid.

5. Connect the other end of tubing to waste canister and suction.

6. Sterile harvest tubing is supplied coiled.  Remove tape and connect L-Connectore end to Patient port on the Syringe-

Fill lid.        B
7. Attach the loose tubing end to 3mm liposuction handle/cannula.

8. OPEN port is to remain uncapped to allow proper air flow.        C 

 D 9. Turn on suction. Vacuum pressure must be set to 15” (380mm) Hg.

10. Fat will enter unit and syringes will fill in a sequential manner.

11. Turn off suction when syringes are full.

12. Overflow into waste canister is not a problem, but does waste fat.

13.  Disconnect all tubing from lid of Syringe-Fill.

14. Maintain tubing sterility if wish to use again on same patient.

15. If more volume is desired, six new sterile 60cc Monoject syringes may be used.
3-TT-360-REFILL  refill kit.

Notes before use: 
1. The Tissu-Trans®   Syringe-Fill is sterile and disposable. One patient use.
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Do Not Re-sterilize or Re-use. 
The device could cause infection or the inert properties of the 
device could change if re-sterilized or re-used. 
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Instructions, Syringe Removal: 
1.

2.

Carefully remove Syringe-Fill lid with full syringes attached.      A 

Remove syringes.   B   This is a very tight fit- remove carefully to avoid spilling fat. Carefully 

grasp syringe by placing fingers around body of syringe. 
Place thumb on syringe attachment base- this is critical for controlled removal.  
Twist to unlock syringe flanges and pull down to remove syringe. 

3. Remove each syringe and place upright in 60cc syringe rack.       C 
4. Process fat by physician’s preferred method. Decant, expel waste, centrifuge, additives, etc.

5. Six syringes now ready for re-injection.       D 
6. When ready to re-inject, install the syringe plunger and remove the white syringe tip cap.  Attach luer lock re-injection cannula,

ready for re-injection.       E
7. If wish to re-inject with smaller syringes, use luer to luer transfer.

8. If wish to harvest more volume, reassemble unit with six new 60cc Monoject syringes from the 3-TT-360-REFILL Refill kit with
six sterile 60cc Monoject syringes and white luer lock tip caps.

9. Dispose in standard medical biohazard waste receptacle.

Syringe Refill Kit 3-TT-360-REFILL  
Refill kit with six sterile 60cc  Monoject syringes and white 

luer lock tip caps.  Remove plungers from syringes - 
maintain sterility  for re-injection.Place white tip caps on 

luer lock tips.  Attach empty syringes to Syringe-FILL lid. 
  Twist and lock syringe flange in place. Place lid with  

syringes back onto Syringe-FILL canister. 
 Reattach tubing and harvest more volume. 

Y                     Warnings: 1.This device will not, in and of itself, produce significant weight reduction. 2. This device should be used with extreme 
caution in patients with chronic medical conditions. 3.The volume of blood loss and endogenous body fluid loss may adversely affect intra and/or 
postoperative hemodynamic stability.  

                               Precautions: 1.This device is designed to contour the body by removing localized deposits of excess fat through small incisions. 2.Use of this device is limited to those physicians who have attained 
proficiency in suction lipoplasty. 3.Results of this procedure will vary depending on patient age, surgical site, and experience of the physician. 4.Results of this procedure may or may not be permanent. 5.The amount of 
fat removed should be limited to that necessary to achieve a desired cosmetic effect. 6.All reusable components must be sterilized and all disposable components replaced for each patient.  

This product is intended for use with cleared medical grade pumps, tubing and cannulas, for the collection of aspirated fat, for aesthetic body contouring. Fat may be re-injected via a cleared injection apparatus. This 
product is used in aspiration, harvesting and transferring of autologous tissue. Intended for use in specialties where the aspiration of soft tissue is desired.  

Do not reuse or resterilize. Single patient use. Rx only. Federal law restricts this device to sale by or on the order of a physician. 
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