
                                                       

GermAway UV Mobile UVC Surface Sterilizer 
 

INSTRUCTION MANUAL 
 

 
 

DEVICE SPECIFICATIONS 
SIZE   12.5” x 11” x 45.5”  

 
WEIGHT  25 lbs 
MOBILITY  4 castors at base (2 which are lockable) 

Adjustable lamp arm extension 36.22” 
POWER SUPPLY  Plug and play hub  

120 V, 60Hz  
UV-C LAMP BULB x2  35.2” length  

Up to 12, 000 (or 1 year lifespan)  
Replacement available (SKU# 194460)  

UV OUTPUT  253.7nm light waves  
90u/cm2 @1m/lamp  
 

 
 
 
 
 



                                                       

FEATURES  
 DIAL TIMER WITH VOICE PROMPTED 60 SECOND DELAYED START UP  
 ADJUSTABLE LAMP ARM WITH 180 DEGREE ROTATION  

 

HOW TO WORK THE DEVICE 
 
To position the lamp… 
 

 

 

Unhinge the back door clasp 

  
 
 

 

 
Pull the lever to release the 

mechanism controlling the lamp arm 
rotation. Release the lever at 

whatever angle elevation you need 
the lamp to be positioned at.  

 
 



                                                       

 
To turn on the device … 
 

 

 

 
 
 

Using the dial, set the timer by 
turning it clockwise to the desired 
time. To figure out how long to set 

the timer for, you can use the 
CureUV dosage calculator (see 

website). To use the calculator, first 
decide whether you want to sterilise 
a room or a surface, and then decide 

what kind of bacteria you’d like to 
target. 

 

 

Lastly switch on the system by 
pressing the power button. A voice 
prompt will sound to warn of the 

start. It will say ‘UV Disinfection will 
begin in one minute’ 

 

 
Once the device has run for the time set it will automatically shut off. You can then 
switch of and unplug it, and return the lamp arm to its storage position.  
To ensure that it works … 

 Take the yellow UV-C Visualizer card and place it on the surface that you wish 
to disinfect and be sure to run the mobile unit for an entire cycle. At the end 
of the cycle, the yellow strip on the card should change from a bright yellow 
to a light green. If the strip has not changed color, either you have to run the 



                                                       

unit for longer, or you need to move the unit closer to the surface 
(preferable).   

 For the best results it is important to have the surfaces you want sterilised 
exposed to the rays, so make sure they’re not concealed by other objects e.g. 
if you want the walls sterilised, remove any appliances or items, like fridges 
that might be covering them.  

 

SAFETY PRECAUTIONS 
 Avoid exposure to UV light. Germicidal ultraviolet rays are harmful to the eyes 

and skin. Check the room to clear it of people, animals and plants.  
 Always unplug the unit before performing service or maintenance.  
 Do not use the equipment for anything other than its intended purposes.  
 Remove all pets and animals from the sterilization area.  
 Germicidal UV rays may break down plastic, rubber or other non-metallic 

materials, fade colors, and can be damaging to plant life. Shield these items, 
which may be exposed to direct ultraviolet rays.  

 Do not alter the construction or design of this unit.  
 Do not remove the safety labels.  
 Intended for indoor use only.    

*Hg – LAMP CONTAINS MERCURY.  
Manage in accordance with your local disposal laws, see: www.lamprecycle.org 
 


