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INSTRUCTIONS FOR USE 
 

 
14107 COMPRESSION PADDLE  

  
 

 
1) Indication for use: 
 

Designed for applying compression during G.I. series, our Wolf Compression Paddle is ideal for 
displacing barium, deflecting an intestinal loop, or applying compression for similar reasons.  The Paddle 
features a rubber compression bladder, easily inflated by means of a built-in Baumanometer bulb. A metal 
circle in the bladder ring fluoroscopically indicates the area under compression. Wall mounting bracket is 
included. 

COMPRESSION PADDLE 

2) Instructions for Use  
Note: It is always recommended to  

a) Inflate the Pneumatic Compression Paddle underneath the patient. 
b) It increases pressure in a centralized area, and an embedded metal ring on the acrylic-based 

paddle fluoroscopically marks the area under compression.  
 

3) Routine care and cleaning instructions: Wipe outside of the rubber bladder and rubber bulb 
with an antibacterial wipe or a cloth soaked in disinfectant. DO NOT use alcohol to sanitize, as it 
will increase chances of tearing rubber. Dry before reuse. This may be used as an alternative to 
washing with soap and warm water. 
 

4) Precautions/Warnings: California’s Proposition 65 
 

5) Disposal: Product should be disposed of according to applicable local laws.  
   

6) Adverse reactions: non known 
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