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INSTRUCTIONS FOR USE 
 

 
Item # 75500-23: Gonad Shield 

Item # 75500-22: Gonad Shield Set 
 

   
  

    
1) Indication for use:  

Regular Lead, 0.5 mm LEP, has a belt.  Specifically, to protect the genital area, the Gonad Shield comes with 
straps to hold it in place. 

2) Instructions for Use: It is always recommended to spot-protect any area of the patient’s body.  We recommend 
that all protective garments be worn over cotton clothes to remain cool.  Gonad Shield has a .50 mm LEP @ 50-
110 kVp. Each batch and lot of core protective material is tested under the ASTM method to obtain Attenuation 
results. The Attenuation results are used to calculate the lead equivalency using the conversion chart below. 
This ensures that the protective material meets all industry standards and complies with the safety and health 
requirements of the PPE directive 89/686/EEC. 

 
3) Routine care and cleaning instructions:  
  
In a medical setting, it’s easy for protective apparel to get dirty. If your Gonad Shield is dirty, you should clean it as 
soon as possible. 

• Gonad Shield should NEVER be machine laundered, dry cleaned or autoclaved. 

• To spot clean the surface of glove/mitten: 
o Use a soft bristle brush and a mild soap solution such as a hand soap or laundry detergent. 
o Never use bleach or solvents (mineral spirits, paint thinner, etc.) to clean cap as it may damage the 

interior lining and compromise the protective properties of the cap. 
o Rinse gently with water and hang FLAT to dry. 

• We recently did testing on several different types of disinfectants.  We observed no adverse reactions when 
using Clorox Hydrogen Peroxide Cleaner Disinfectant Wipes, Sani-Cloth AF3 Wipes (Grey Top), 
or Revolution Scrubbles Apron Cleaner according to their product directions for use. 

• In general, we do not recommend using bleach or bleach cleaners/wipes on the Gonad Shield 
 
 

4) Inspection 
a) It’s recommended that Gonad Shield are to be checked fluoroscopically at least once a year to 

uphold standard performance. 

https://www.officesupply.com/cleaning-breakroom/cleaning-janitorial-supplies/cleaners-disinfectants/cleaning-wipes/clorox-hydrogen-peroxide-disinfecting-wipes/p648733.html?mrkgcl=605&mrkgadid=3259372591&product_id=648733&adpos=1o3&creative=237524626264&device=c&matchtype=&network=s&ref=pla&gclid=CjwKCAjwmufZBRBJEiwAPJ3Lph4jN0-GOdMVZ12TRYfH2RyRhK33umgGOhzUQvp7h57ZP3Pev07DNxoCe6MQAvD_BwE
https://www.officesupply.com/cleaning-breakroom/cleaning-janitorial-supplies/cleaners-disinfectants/disinfectants/sani-professional-sani-cloth-germicidal-disposable-wipes-carton/p644444.html?mrkgcl=605&mrkgadid=3174563176&product_id=644444&adpos=1o1&creative=165794894366&device=c&matchtype=&network=g&ref=pla&gclid=CjwKCAjwmufZBRBJEiwAPJ3Lpj2iezrggq_sO1Gud5-71RKoJYIVtNd8LGzEeUqeo9pT2MlGSzQptRoCu7cQAvD_BwE
https://www.alimed.com/scrubbles-apron-cleaner.html?gclid=CjwKCAjwmufZBRBJEiwAPJ3Lpt954wOypY9rE6upolGq0afG3TTkxK-6EQpgud2_vK1DLA0kEu4qKhoCs4MQAvD_BwE
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b) Checking gonad shield as often as possible is always best practice, the slightest crack can render 
the gonad shield damaged. 

c) Replacement should be considered every 18-24 months, depending on the amount of usage and 
general wear and tear. 

 
5) Precautions/Warnings: California Proposition 65 
 
6) Disposal: Product should be disposed of according to applicable local laws.  

 
7) CE CERTIFICATION: Article 10 & Article 11B certification for Directive 89/686/EEC issued by Notified 

Body number 0120 SGS.  
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