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INSTRUCTIONS FOR USE 
21295, Intensi-Spot 

 

 
 
  

1) Indication for use: 
 
Designed to provide a concentrated light source. The Intensi-Spot utilizes a 75-watt lamp, 
shielded by an octagon mask for light concentration. The Intensi-Spot tilts to any angle and 
includes foot switch operation. The unit comes in a baked enamel finish, with holes in the base.   

Intensi-Spot 

2) Instructions for Use  
Note: It is always recommended to  

A. Tilts to any angle 
B. Includes foot switch operation 
C. Turn off after each use 
D. Holes in the base for wall mounting 
E. Replacement Bulb (75 w) 
 

3) Routine care and cleaning instructions: Wipe with an antibacterial wipe  
 

4) Precautions/Warnings: California's Proposition 65 
 

5) Disposal: Product should be disposed of according to applicable local laws.  
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