X-RAY CORPORATION

INSTRUCTIONS FOR USE

REF

29601, 29602, 29603, 29604 ECONOLINE
22801-22806 / 22901-22906, LIBERATORS
22811, 22822 22833, 22844, 22855 22866, 22911, 22922 22933,
22944, 22955 22966

26801 MAMMOLINE MAMOGRAPHY ILLUM
21506-N PODO-LITE

17 Indication for use:

From a basic two-bulb desktop viewer, to top-of-the-line mammography and orthopedic imaging
viewers, Wolf has the right illurmnator for your imaging department. We can even create a
"bank" of up to 6 viewers, or a "double bank" of 6 over 6 viewers.

All Wolf illuminators meet or exceed the American College of Radiology recommended
cuidelines on diagnostic illumination, conform to UL 60601-1, and are certified to CAN-CSA
C22.2 no. 601.1

2y Instructions for TUse
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X-RAY CORPORATION

1.) The illuminator iz turned on via on/off switch or auto switch (if so equipped) Each wiewing areahasits
own switch Two tier illuminators are equipped with amaster switch. To wiew an X Eay film insert the
filtn under the filtm grip and turn on the viewing area All llluminators except the Liberator Series

2.) For the Liberator Series ONLY Tao access the interior of the Liberator cabinet simply grasp the left- and
right-hand side ofthe roller gnp and pull the grip and Plexiglas assembly firmly off while lifting the
Flesziglas out of the hottom groove of the cahinet

Toreplace the Plesaglas, put the Flexiglas into the hottom groowe ofthe cabinet wath the top (roller gnp)
edge angled out making sure the left and nght hand edges of the plext are even with the left and right hand
edges of the cabinet, and raise the top (roller grip side) so that it lays against the top ofthe cabinet edge.
The roller grp will hold fast to the cabinet and your Flexmglas wiewing surface 15 reinstalled, With the unit
uptight, slide the glass upward until it clears the bottom groowe.

When clear of the bottomn groowe, pull the glass down & out. Hluminators with auto switch have a notch in
the top center ofthe glass. The glass must be replaced with the notch in the up position.

NOTE: Mever retnove glass from the left or nght side as this wall damage the auto switch,

3.) Replacement Bulb Stock Numbers - How to Replace Bulbs
a Disconnect power
h.  Follow instructions for Plexglas remowal abowe
c.  Replace bulb (see chart to the nght for part #).
d. Replace Plemglas

e. Recontiect power,
All Liberators

All Tnmlines (except spinals) Trimline 36" Spinal Trmline 51" Spinal Econoline and MG-7
Marnmoline

VuFlus Podolite
21104-1921104-1921279-09 21282-25 21104-19 28401-26 21500-17 21506-25

4.) FEPLACEMENT PARTS AND PRODUCT SPECIFICATIONS

Part Mumbers

on'off master aito
atnps’ Product
line cord

switch
switch swatch ballast socket bulhsfsec sec | Fuse

2960 & 21104 21104-32 21104-99 none
10nE
21520-23 21105 19 2-21104 1905 20 amp slo blo & 2180x Podolite
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X-RAY CORPORATION

21104-32 21104-99 none none 21520-23 21105-19 2-21506-25 0.5 20 amp slo bl Trmline 214z 21404
20%* 21401-99 21422-08 2100108 21520-23 21401-19M 2-21104 19 0.5 20 amp slo blo Trimline Plus
294z 21001-14 21401-99 21422-08 21001-08 21520-25 21401 19K 4-21104 19 1 20 amp slo blo ¥

Trimnline Basic-295:;m 21404-20 ** 21104-99 21422 08 none 21520-23 21401-191 2-21104-19 0.5 20 amp
slo blo Trimline 11T 234=x 21404-20 ** 21401-99 21422-08 21001-08 21520-23 21401 194 3-21104 19
0.7% 20 amyp slo blo Tamline Plus

21001 14 21401-99 & 21422-08 21001-08 21520-23 21401 19N 6-21104 19 1.5 20 amyp slo blo ¥ Hilo-
290z

21104-99 Trmline 36" Spnal 21404-20 21104-99 none none 29280-97 21401-198 3-21279-09 1.15 20
atnp slo blo 29280-29281 Trimline 36" Flus Spinal 21404-20 21401-99 none 21001-08 29280-97 21401 -
190 4-21279-09 1.15 20 amyp slo blo 28280-28281

Trimline 51"
21404 20 21104-99 none

nomne
29280-97 21401 19N 3-21282-25 1 .15 20 amp slo blo Spinal 29282 Trimline 51"

21404-20 21401-99 none 21001-08 29280-97 2140119 4-212582 25 115 20 amp slo hlo Plus Spinal
28282 Liberator 228:x 21001-14 21401-99 21422 08 21001-08 21520-25 21401-19N4-21104-19 1 20
amp slo blo ¥ Liberator Hilo 22%z 21001 14 21401-99 & 2142208 21001-08 21520 23 21401 19H &
21104 19 1.5 20 amp slo blo W

21104-929 3uPlus

21404-20 21422 08 & none none 21520-23 21401 194 5-21500-17 1.25 20 amp slo blo

21104-99 Mamimoline

21001-14 28601-25 nonenone 28601-98 21401 19K 16 28601-26 1.96 20 amp slo blo

Mote: All illuminators are etther 120 volt and 60 cycles or 240 volt and 50/60 cycles

Al illumminators can be recessed except the VuPlus Mammoline and the MG 7 senes X3= 01, 02 03, 04, 05 06
1122 33 44 55 66 (01 singlethro 66-6 over 6)*%* Sover 5 and 6 over 6 use 21001 14 ¥ larger units may
have 2 sets of fuses

3 Eoutine care and cleaning instructions: Wipe clean

4y Precaubions™Warmings: Califormua’s Proposition 65

5y Disposal: Product should be disposed of according to applicable local laws,

&) Adversereactions: non known
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