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CLEANING INSTRUCTIONS FOR PROTECTIVE X-RAY APRONS 
 
Protective aprons should NEVER be machine laundered, dry cleaned or autoclaved. 

 
To clean the surface of an apron, use a soft bristle brush and a mild soap solution 
such as a hand soap or laundry detergent. Never use bleach or solvents (mineral 
spirits, paint thinner, etc.) to clean an apron as they may damage the interior lining 
and compromise the protective properties of the apron. Rinse with water and hang 
FLAT to dry. 

 
NEVER fold or crease an apron. 

 
To prevent damage to the interior lining material, an apron should be hung on an 
apron hanger or apron rack when drying and when not in use. 

 
Aprons should be X-Rayed periodically to check for cracks.  Replacement should be 
considered every 18-24 months, depending on the amount of usage and general 
wear and tear. 
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