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/ How To Use E:ﬂ 8 ITART R
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Place the product with wider side up and the patellar
opening on the patella.
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Coloque el producto con su lado mas ancho hacia
arriba y el orificio de la tela en el area de la rétula

sobre la rotula. ‘
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® The three arms are encircled around the knee.
o T oIy Hew F TE-FE MeE H HTET T |
® | as tres bandas se colocan en torno a la rodilla.
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® The hook tape is closed on to the product to a desired
compression.
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® |as hebillas se ajustan para obtener la compresion

adecuada.
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/ Knee Wrap (Neoprene)

k English

Knee Wrap (Neoprene) is an anterior opening design which offers an advantage
of easy application on swollen or asymmetric knees and to geriatrics. It allows
customized compression, not possible in tubular products. Neoprene fabric
provides firm compression, warmth & support to the knee to allay pain and
inflammation, generally associated with old age, arthritis, sports injury etc.

CONSTRUCTION:

Made out of three layered Neoprene foam bonded fabric, with a four way stretch,
top layer with unbroken loops offer the advantage of a very versatile closing
system and a firm grip. Inner layer made from strong nylon fabric ensures a long
life, good aesthetics and color fastness.Neoprene material provides good
cushioning and four-way compression which ensure convenient flexion and
twisting action to the knee area.

lts anterior opening design and convenient triple hook loop closing system
ensure easy application, better grip and controlled compression around the
knee.

Patellar opening and patellar padding provide proper support, positioning of
patella and comfortable compression to the area.

APPLICATIONS:
e Sprain and strain of the knee
Support to geriatric knees
Arthritic knee conditions
Sports injury
Post-surgical rehabilitation
Patellar dislocations
Patellar tendonitis
Chondromalacia
Resistant patello-femoral syndrome

A
gé\eUpTASN/RECOMMENDATION : The product should be removed while
ing.

INSTRUCTIONS: i _ _ _
e Use this product under strict guidance of a qualified doctor.
e Discontinue use and seek guidance of a qualified doctor, in case of
e |Impaired sensation
e Impaired blood flow
e Allergyrashoritching
e Painincreases or persists
e Consult yourdoctorin case of concurrent use with any other medical
device.
e Misuse or improper use of the device can lead to adverse effects
and decreased effectiveness.

e Follow instructions mentioned on the box carefully.
e Keep outofreach of children. /

www.tynorindia.com




1 37 (R N\

Hindi )

o ¥ (FRETS) UF o ST ATet feSTrse & S Al g v et 07 AT g e da i T
 AETHT 7 FTT FT ATH T3 FIAT 2 A8 ATHAATT HT= G2 71 & S A 117
(ZIE7) IeTal | g9 721 2| A e aradie 9w ggraen, ardzfon, aoge i
A ATAT A2 ATZ A [ 34 ¥ TITE FT FH F7A % (00, 724 il {27 zarg, 7+ i
TETIT T2 F7AT 21

A1 97 At e W 7 sqas $e & a9, Saewr e A, 9 zaq
ATt oIt 97 42T FATTH A7 HIA ATSAT TOTEAY 37 AL THE T ATH T2 F2AT 2
TS AT Fia 7 a7 si@wdT 9vd A= strad, 727 @0 701 7 g qfafem

EARRIEERIGPLESSIR S FTATE ZATT T F7AT & S 2 & (2]
HAETSI A= 7 T A ? FTAT 21

THA AU TR o et 1 F2omee i qferams gy g it ou 1 da e &7 gorreft
THA AT ATITNT, AZAT THE 3T TeA & Ta-1[12 (=T gd1a # qiafera w012
TEAT ATAT GAT (ZFaT 37 vea it 42 sr=ay wgwr 24t &, v o 3f4a feafq o vadi
& S I 47 AT AVTHEE 29719 WS4 a1 2
gy _

o Hd T HIH 37 =T

TEATF S A e 9T
ST AT(FIrS TH= 9T
A I RE i il ﬁm;)
AdTa-N/HeTe: T T0T 3eqT2 1 (Fhrer g7 s =21t v
frder(li
o UF A (e T aere v 3R+ |
o SAHMATITTH, STANT a7 F7 & 3 U T Frheera £ qerz o

oooéoooo
3
1
v‘:%"- ’
§
]

® Wﬁ?ﬂﬂqa
o AT TaTE § FHT
o TS H ST FaFeh AT GTeAT

o TEIEATZATIATIRATE o
e ﬁwﬁ?ﬁﬁm%am%mu-mamﬁﬁxﬁ#mﬁﬁmmﬁ
qATE A |
o FRaTza ¥ gEwART AT S 3w & wfawer wara s waraefierar # A
SN AFA B |
AT T2 AT 29 7 AT gE & T /¢ |

EETEIR i K kA /

www.tynorindia.com




( Rodillera (De Neopreno)
\_ Spanish

La rodillera (de neopreno) tiene un disefio con abertura anterior que ofrece la
ventaja de facilidad de aplicacion en rodillas asimétricas o inflamadas y es de
gran utilidad en geriatria. Permite adaptabilidad de la compresién, prestacién
que no es posible en productos tubulares. ElI material de neopreno proporciona
compresion firme, calor y soporte para aliviar el dolor y atenuar la inflamacion de
la rodilla, afecciones normalmente asociadas a edades avanzadas, artritis,
lesiones por la practica del deporte, etc.

CONSTRUCCION:

Hecha de tres capas de tela no tejida de PU, con extension de cuatro
direcciones, la capa superior de material de hebras continuas ofrece la ventaja
de un sistema de cierre muy versatil y firmeza de %garre. La capa interna hecha
de una fuerte tela de nylon garantiza una larga durabilidad, buena estética y
fijeza del color. El material de neopreno proporciona una buena amortiguacion y
compresion de cuatro direcciones que garantiza un comodo movimiento de
flexiony giro en el area de la rodilla.

Su diseno de abertura anterior y conveniente sistema de cierre de triple hebilla
garantiza su facilidad de aplicacion, un mejor agarre y control de la compresién
entorno alarodilla.

La abertura y acolchado rotular Proporcionan un apoyo adecuado, la correcta
posicion de la rétula y una confortable compresion en el area.

APLICACIONES: _ _
Contractura y esguince de la rodilla
Soporte en rodillas de personas mayores
Afecciones artriticas de larodilla

Lesiones por la practica de deportes
Rehabilitacion postoperatoria
Dislocaciones de larotula

Tendinitis rotular

Condromalacia

Sindrome de dolor rotuliano femoral

PRECAUCION / RECOMENDACION : Cuando se acueste debe quitarse el
producto.

INSTRUCCIONES: (i
e Usareste producto ba|jo estricta guia de un médico.
e Dejarde usary consultar con el médico, en caso de
e Pérdidade sensibilidad
e Alteracion del flujo sanguineo
e Erupcion cutanea o picor
e Aumento o persistencia del dolor
e Consultar con el médico en caso de que también se esté usando otro
dispositivo médico.
e Elmalusooelusoinapropiado del dispositivo puede disminuir la eficacia
del mismo y producir efectos adversos.

e Seguirdetenidamente las instrucciones indicadas en la caja.
e Mantenerfueradel alcance de los nifos.

www.tynorindia.com
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\_ English

POLICY FORDEFECTIVE GOODS:

All products manufactured by Tynor Orthotics (P) Limited carry six months
warranty against material or manufacturing defect. Defective units must be
returned to Tynor Orthotics (P) Limited through the Super Dealer concerned for
replacement, along with duly filled " Product Return Form" . Liability of Tynor
Orthotics (P) Limited shall be limited to the cost of productonly .

( Hindi
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(_ Spanish

DECLARACION SOBRE PRODUCTOS DEFECTUOSOS :

Todos los productos fabricados por Tynor Orthotics (P) Limited tienen una
garantia de seis meses contra materiales defectuosos o defectos de fabricacion.
Las unidades defectuosas se deben devolver a TOPL a través del distribuidor a
cargo de las devoluciones, junto con el formulario "Formulario de devolucion de
producto" debidamenter ellenado. La responsabilidad de TOPL se limita al coste
del producto unicamente.
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PRODUCT CARE

Hand wash with mild detergent and water below
30°C without wringing.

Dry in shade on a flat surface.

Do not wring the product

Do not dry-clean.

Do not Iron.

Do not bleach.

RIEND:EN

Close hook loop fasteners before washing.

ud Tynor Orthotics Pvt. Ltd. s
D-111, Industrial Area Phase-7, Mohali- 160 055, (Punjab) India 8
e-mail: marketing@tynorindia.com e www.tynorindia.com i
Customer Care : 0091-172-4388111 %
ISO 7] I WH.O. | ISO | c € US FDA

9001 crisik. | G.M.P 13485 registered
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