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Rinse external and internal areas of water capsule with
lukewarm/slight hot water (Below 40°C). Fill saline cup
with 3 parts purified water and 1 part distilled white
vinegar, and nebulize solution to completion. Rinse the
capsule with water and let air dry. Do not reuse cleaning 
solution. Do not touch metal mesh during cleaning.

1.  After Each Use 

Keep water cup open to let unit air dry
completely after each use.

Tighten the cup cap.

Do not store liquid in nebulizer when not 
in use. Refill with fresh Isotonic Saline 

with each use.

2.  Weekly Cleaning

Hold down the press key and pull up 
the saline cup.
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Open the saline cup cover and empty 
all liquid residue.

Rotate the accessories clockwise so
as to loosen them and then pull them out.

These statements have not been evaluated by the Food and 
Drug Administration. This product is not intended to diagnose, 

treat, cure or prevent any disease.

  

the max scale indication.

Tighten the cup cap clockwise 

Connect mask or mouthpiece

Start nebulizing
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Please do not use distilled water, tap/Spring water,
or oil substances for nebulization.

Please clean and maintain the device after each use.

Please keep the device, water cup and 
accessories dry after each use.
Please do NOT touch the mesh with sharp or 
hard objects or with finger in case of 
malfunction.

VocalMist Portable Nebulizer is to be used with 
sterile Isotonic Saline ONLY.User Guidance

VocalMist Portable Nebulizer

Add Isotonic Saline. Please do not exceed

Rotate anticlockwise to open the saline 
cup cap according to the arrow mark
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