β-Ketone & Blood Glucose Monitoring System

Quick Start Guide
For Glucose Measurement

Distributed by
KETO-CHECK, INC.
952 School St. Suite 212
Napa, CA 94559-2824
Tel: 800.513.1965 10am-4pm PST
Please contact your healthcare provider outside hours of operation.

Beta-Ketone & Blood Glucose Monitoring System

Read instructions before use.
For in vitro diagnostic use.
For self-testing.

1. Wash hands.
2. Insert test strip.
3. Apply drop of blood.
4. Snap in test strip.
5. Check for proper code.
6. Review results.
7. Clean meter.
8. Dispose of used tests.