Report No.: E201909048946-1 Application No.: E201909048946

1 - Test Results

EUT Name CPAP System

EUT Model RXiBreeze 20A Plus | EUT No. | GB-H2001989
Room-602,Building B&C,Gaoxingi Industrial
P — Resvent Medical P Park,Liuxian No.1 Road,Xingdong
s Technology Co.,Ltd Community,Bao'an,518100
Shenzhen,PEOPLE'S REPUBLIC OF CHINA
Room-602,Building B&C,Gaoxingi Industrial
R RO Resvent Medical Address Park,Liuxian No.l Road,Xingdong
s Technology Co.,Ltd Community,Bao'an,518100
Shenzhen,PEOPLE'S REPUBLIC OF CHINA
Received Date | 2019-09-17 Test Date | 2019-09-18
Client Test

Participant Hao Tang. Alice Chen

Test address No.163, Pingyun Road, West of Huangpu Avenue, Guangzhou. Guangdong.China

1. RTCA/DO-160G: 2010 Environmental Conditions and Test Procedures for
Airborne Equipment

Test Standard | 2. The test condition and working state of the sample are confirmed by the

E201909048946-1electromagnetic compatibility testing status form of the

customer.
Test Results
No. Test Items Eg:tié)grgglt stes;ts Report Sections | Comment
1‘ Section 21 E%:?;;f:(g) Category M Pass 3.1 IO(;I;}AII_-II:”v
Test Result: PASS
Prepared by Z,Trg ),A,ﬂ( l;t/\
Reviewed by E_VL( 0 L
Approved by Z@M = (2@ l.
Tes; Location:: EMC Laboratory of Guangzhd P Mittre ogy and Test Co., Ltd. (Special Seal)

Issue Date: 20K §.15
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Guangzhou GRG Metrology and Test Co., Ltd.  Address: No.163, Pingyun Road, West of Huangpu Avenue, Guangzhou. Guangdong.China
Telephone: +86-020-38699959 Facsimile: +86-020-38698685 http://www.grgtest.com




