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The Tracker is a Bluetooth enabled oral 

thermometer that directly connects to an 

intelligent  app on your smartphone or other 

smart device. It helps you obtain your basal 

temperature and chart your cycle in the easiest 

way possible using proven advanced 

methodologies. The app can also predict your 

conception rate, fertility window and expected 

period to increase your chances of conception 

or avoid pregnancy naturally.

Smart Fertility Tracker 

2. PACKAGE CONTENTS

The package contains one Tracker, one user 

manual, one battery tool and one button 

battery (already installed).

4. ALERTS & SOUNDS

When opening the cap of the Tracker, a single 

beep indicates that the Tracker is on.

When taking your temperature, 3 consecutive 

beeps indicate that the measurement is 

complete.

A beep lasting longer than 2 seconds indicates 

an error. Please close and reopen the Tracker 

cap, and start a new measurement.

When closing the cap of the Tracker, a single 

beep indicates that the Tracker is off.

6. ALARM SETTINGS

Select “Me”, “Settings”, “My Tracker”, and then 

“Alarm” in the app. Here you can set an alarm so 

the Tracker will alert you as a reminder to 

measure your BBT.

5. CHOOSE MEASUREMENT UNIT

Select “Me”, then “Settings” in the Tracker app, 

and you can switch the temperature unit 

between ℃ and ℉.

Once your temperature has been taken, and 

your smartphone’s Bluetooth is enabled, the 

data will be automatically synced to the Tracker 

app. If the data does not sync, remove the cap 

from the Tracker, and tap the scale ring in the 

Tracker app to transmit the data.

3. HOW TO USE

Simply search “Easy@Home Smart Fertility 

Tracker” in the Apple App Store or the Google 

Play Store to download the app. You can also 

scan the QR code below.
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Pair the Tracker with your smartphone

Step 1: Enable the Bluetooth 
on your smartphone or other 
device.

Step 2: Open the Tracker app 
and create your account.

Step 1: Keep the Tracker near your bed. Make 

sure to take your basal body temperature each 

morning at the same time for the best results.

Step 1: Insert the stainless 

steel tool into the gap at the 

bottom of the Tracker, and 

gently pry open the battery 

tray.

Step 2: Place the CR1632 

battery into the battery tray.

Step 3: Close the tray from 

the bottom of the Tracker.

Step 2: Upon waking, remove the cap from the 

Tracker, place it under your tongue, and hold it 

there for 1 to 3 minutes. Once you hear 3 beeps, 

your temperature reading is complete.

Step 3: Your measurement will automatically 

sync to your smartphone if Bluetooth is 

enabled and the Tracker is in range.  Otherwise 

the reading will queue on the Tracker until the 

next time it connects.

Step 3: Remove the cap 
from the Tracker.

Step 4: Select “Pair My 
Tracker” in the Tracker app.

Step 5: Keep the Tracker 
close to your smartphone 
or other device while 
connection is established.

Step 6: Pairing is complete, 
and ready to use.
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9. PRODUCT MAINTENANCE & CARE

10. TECHNICAL SPECIFICATIONS

8. TROUBLESHOOTING

I never hear the beep when the Tracker is under 

my tongue.

7. MEASURING TIME

The Easy@Home Smart Fertility Tracker takes 1 

to 3 minutes to take a basal temperature 

reading. You will hear 3 consecutive beeps to 

indicate the measurement is complete, and the 

more you use the Tracker, the less time it may 

take to test.

Symptoms:

1. The Tracker is off. Please put the cap back on 

and reopen it to restart your measurement.

2. Measurement time is too short. Please keep 

measuring for 1 to 3 minutes.

3. Button battery has run out. Please replace the 

button battery.

Possible Reasons and Solutions:
1. Replace the battery when instructed via a 

notification in the Tracker app.

2. Always dispose of used batteries according 

to local laws and regulations.

Battery care01

11. PRODUCT FUNCTIONS & FEATURES

The Easy@Home Smart Fertility Tracker 

measures basal body temperature to 0.09 

degrees Fahrenheit. Your basal body 

temperature is automatically uploaded to your 

smartphone immediately via Bluetooth . Your 

temperature readings will also be represented 

in charts and graphs to help track and make 

predictions about your monthly cycle.

 BBT Measurement & Bluetooth Connection01

12. SAFETY STATEMENT

1. The EMC of this product is up to the standard 

of IEC60601-1-2.

2. All material is safe if it comes into contact 

with skin and is nontoxic, nonirritating and up to 

the standard of ISO10993-1,-5,-10.

14. COPYRIGHT STATEMENT

16. SYMBOL KEY

Easy Healthcare Corporation reserves all rights, 

and retains the final right to interpret and revise 

this handbook and the statements contained 

therein. Copyright of this manual belongs to 

Easy Healthcare Corporation.  No company or 

individual is allowed to reproduce, copy, or 

translate this manual, or any information 

contained therein, without prior permission.

15. WARRANTY

1. This product is warranted from manufacturing 

defects for one year from the date of retail 

purchase. It does not cover damages or wear 

resulting from; an accident, misuse, abuse, 

commercial use, or an unauthorized adjustment 

or repair of the product.

2. Please direct all returns to the place of 

original receipt, and you may be asked to 

provide proof of purchase. To find the customer 

service menu, please visit our official website at 

www.Healthcare-Manager.com.

13. DISCLAIMER

1. This manual was written in accordance with all 

available information, and its contents is subject 

to change without notice. Easy Healthcare 

Corporation has made its best effort to 

guarantee this manual’s accuracy and reliability. 

However, the company does not assume any 

liability for any loss and/or damage caused by 

omissions, inaccuracies or typographical errors 

in this manual.

2. If there are any discrepancies in this manual 

due to software upgrades, instructions and 

directions dictated by the software should be 

followed.

3. All symbols and logos associated with 

Bluetooth, including the Bluetooth word mark, 

figure mark, combination mark and Bluetooth 

Smart and Bluetooth ready marks, are all 

trademarks owned by the Bluetooth SIG. Any 

use of such marks by Easy Healthcare 

Corporation is under license. Other trademarks 

and trade names used belong to their respective 

owners.

All your data is stored in the cloud, so you don’t 

have to worry about manually uploading or 

losing your information.

Data is stored in the cloud02

Share your data easily with your partner or 

doctor directly from the Tracker app.

Share data03

1. Clean the tip of the Tracker with a solution of 

75% rubbing alcohol and 25% water before and 

after every use.

2. Do not use cleaning agents other than alcohol 

and water to clean the Tracker as it may damage 

or decrease the lifetime of the product, and /or 

present safety risks.

3. Never submerge the Tracker in water or any 

other liquid, this can damage the Tracker, and 

result in erroneous data.

Product name

Model

Size

Transmission distance

Measurement

Accuracy

Battery

Reciever

Battery life

Operating conditions

Weight

Easy@Home Smart Fertility Tracker
EBT-500
108.7mm X22.2 mm X 16.2 mm
Up to 16 feet
89.6 ℉ - 107.6℉
±0.09℉(From 95.0℉ to 100.4℉)
±0.18℉(From 89.6℉ to 95.0℉)
& (From 100.4℉ to 107.6℉)
CR1632
Apple Phone: iPhone 5+ iOS 8.0+
Android Phone: with 4.3+ system and
Bluetooth 4.0
More than 6 months
Temperature: 41℉-104℉
17g(without battery)

Cleaning & Disinfection02

The data does not sync to the app after my 

measurement.

Symptoms:

1. Bluetooth is not enabled. Please enable the 

Bluetooth on your smartphone.

2. The smartphone is too far away from the 

Tracker to sync. Please place the smartphone 

closer to the Tracker.

Possible Reasons and Solutions:

There is no sound when removing the cap from 

the Tracker.

Symptoms:

The button battery has run out, or the Tracker is 

not functioning properly. Please replace the 

battery. If the problem persists, please contact 

customer support.

Possible Reasons and Solutions:
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Questions or comments？
Please call toll-free: 

1-855-822-6999 M-F 9 a.m.-5 p.m. CST

E-mail: service@healthcare-manager.com

Easy Healthcare Corporation

360 Shore Dr. Burr Ridge, IL USA 60527 


