
Intended use of Implant-One    surgical kit components 
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Options for removing 

Carrier from Implant 

.050 Hex Drivers 

Important Note: Carrier is not to be 

used to drive Implant to full depth.  

To prevent damage to the hex within the 

Implant, remove Carrier after Implant is 

stabilized and use one of the driver tools to 

finish installation. 
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